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ABSTRACT 
Total knee replacement (TKR) is one of the most common orthopaedic procedures 
performed in the USA and is projected to exceed 4.3 million by 2030. Although TKR 
surgery has a success rate of 95% at 10 years for most TKR designs, revision surgery still 
occurs approximately once for every ten primary TKR surgeries.  Failure modes in TKR 
involve the interplay between implant mechanical performance and surrounding biological 
tissues. The orthopaedic community has turned to computational modeling as an effective 
tool to analyze these complex interactions and improve patient outcomes.  The objective 
of these studies was to utilize a combined computational and experimental approach to 
investigate modes of TKR failure where material nonlinearity plays a significant role in the 
biomechanics under investigation. 
A finite element (FE) model of a modular TKR taper junction was developed in 
order to investigate the stress environment in relation to corrosive behavior under in vivo 
loading conditions.  Linear elastic and elastoplastic material models were defined and 
angular mismatch parametrically varied in order to determine the sensitivity of model 
predicted stresses to material model selection and taper junction geometry.  It was 
determined that positive angle mismatches cause plastic deformation and overestimated 
stresses in linear elastic analyses compared to elastoplastic analyses. Calculated stresses 
were also strongly correlated with angle mismatch when varied ±0.25o.  Model stress 
distributions agreed with corrosion patterns evident on retrieved modular TKR components 
and magnitudes corresponding with corrosive behavior in vitro. 
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Additionally, a series of passive FE TKR models were developed in order to 
investigate the intrinsic relationship between TKR component alignment, ligament 
tensions, and knee kinematics during intraoperative assessments.  A kinematically-driven 
model was developed and validated with an open source dataset, and was able to 
discriminate clinical outcomes based on calculated ligament tensions when input in vivo 
kinematics.  Patient-specific simulations found greater tension in lateral ligaments for poor 
outcome patients compared to good outcome patients, and statistically significant 
differences in tensions for the POL, PFL, DMCL, and ALS ligaments during mid-flexion.  
A force-driven model was also developed and validated with in vitro cadaver testing, and 
found that variation in tibial component alignment of ±15o influence intraoperative 
ligament tensions.  However, definitive trends between TKR component alignment and 
ligament tension were not discerned.  Nonetheless, both modeling approaches were found 
to be sensitive to subclinical abnormalities. 
These findings suggest mechanical stress is a key contributor to taper junction 
corrosion and that ligament tensions are the mechanism leading to abnormal function in 
the passive TKR knee.  These studies contributed innovative computational models that 
provide a foundation to advance the understanding of these complex relationships, and 
modeling frameworks that exemplify sound verification and validation practices. 
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Broad Objective and Specific Aims 
Nonlinearity in implanted biological systems includes material nonlinearity (e.g. yield 
and hardening of implant materials or fibril recruitment in soft tissues), geometric nonlinearity 
(e.g. large deformations), and implant-tissue interface interactions (e.g. bond strength, contact 
friction).  Computational finite element modeling has been used to investigate the mechanics 
and kinematics of the implanted knee joint for decades; however, finite element models often 
simplify these relationships by assuming linear properties due to computing cost and insufficient 
experimental data.  Computational simulation of the implanted knee joint is significantly 
influenced by model input parameters, especially material behavior, and proper representation 
of material nonlinearity is essential for accurate prediction of model outputs.  A finite element 
model of an implanted knee system consists of metallic implant components that can exhibit 
nonlinear yield behavior even when designed to function within elastic limits and soft-tissue 
structures that exhibit a nonlinear mechanical response under in vivo conditions due to their 
inherent biological composition. 
The broad objective of this dissertation is to accurately represent material nonlinearity 
for analysis of the implanted knee joint by focusing on different aspects of TKR where material 
nonlinearity plays a major role in the biomechanics of the system under investigation.  Through 
a combined experimental and computational approach, the following aims are addressed: 
Aim 1. Determine the stresses within modular taper junctions using finite element 
analysis and their sensitivity to material model selection and geometry.  It is hypothesized that 
 xx 
linear elastic finite element analysis will overestimate stresses compared to a nonlinear 
elastoplastic analysis when taper geometry causes significant plastic deformation. 
Aim 2. Determine ligament tension patterns using a kinematically-driven finite 
element knee model simulating patient-specific passive kinematics that discriminate in vivo 
clinical TKR outcomes.  It is hypothesized that ligament tension patterns predicted from 
patient-specific simulations will be significantly different between TKR patients with good and 
poor functional outcomes. 
Aim 3. Determine the effect of TKR alignment on ligament tensions using a validated 
force-driven passive finite element knee model.  It is hypothesized that specific ligaments will 
increase or decrease in tension during passive motion when TKR component rotational 
alignment is altered. 
Aim 1 addresses technical gaps related to taper junction finite element models assuming 
linear elastic material properties despite evidence of plastic deformation in explants.  Aims 2 & 
3 address technical gaps related to the lack of quantification of the relationship between TKR 
component alignment and ligament tensions when assessed through passive motions during 
surgery.   
List of Studies 
Five studies were undertaken to address the three specific aims: 
 
Chapter 2, titled “Comparison of Linear Elastic and Elastoplastic Finite Element 
Analysis of Bore-Cone Taper Junctions” will address Aim 1 by developing linear elastic and 
elastoplastic finite element models of a modular taper junction and evaluating the influence of 
material model selection on the predicted stress environment under in vivo loading conditions. 
 xxi 
Chapter 3, titled “The Effect of Manufacturing Tolerances on the Mechanical 
Environment of Taper Junctions in Modular TKR” also will address Aim 1 by applying the 
elastoplastic taper junction finite element model developed in Chapter 2 to analyze the effect 
of taper junction geometry on the stress environment and micromotion, and defining the 
relationship between manufacturing tolerances and mechanical performance. 
Chapter 4, titled “Sensitivity of Calculated Ligament Tensions to Intraoperative Knee 
Kinematics: A Finite Element Computational Study” will address Aim 2 by developing a 
validated kinematically-driven TKR knee model that inputs patient-specific in vivo kinematics 
and assessing the ability of the model to discriminate TKR functional outcomes based on 
model predicted ligament tensions during simulated passive range of motion. 
Chapter 5, titled “Knee Ligament Tension During Intraoperative Passive Range of 
Motion Discriminates Functional Outcomes in Patient-Specific Finite Element Models” also 
will address Aim 2 by applying the kinematically-driven TKR knee model developed in 
Chapter 4 to perform individual simulations of patient-specific passive range of motion and 
analyze ligament tension to elucidate the mechanism contributing to poor functional outcome. 
Chapter 6, titled “Validation of a Force-Driven TKR Knee Model to Simulate 
Intraoperative Passive Range of Motion” will address Aim 3 by defining intraoperative loading 
conditions in vitro, validating a force-driven TKR knee model that perturbs TKR component 




Figure P.1. Organization of dissertation and relationship between each chapter and the 
specific aims. 
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Clinical Significance of Total Knee Replacement 
Total knee replacement (TKR) is one of the most common orthopaedic procedures 
performed in the USA [1] and is projected to exceed 4.3 million by 2030, more than a 
600% increase from procedures performed in 2005 [2]. Although TKR surgery has a 
success rate of 95% at 10 years for most TKR designs, revision surgery still occurs at a rate 
of approximately one revision for every ten primary TKR surgeries [3], and patient 
dissatisfaction is even higher [4].  Leading causes of failure include aseptic loosening, knee 
instability, infection, polyethylene wear, arthrofibrosis (increased knee stiffness) and 
component malalignment, and vary as a function of time following surgery [5]. Early 
failure, defined as within five years of surgery, accounts for approximately half of all TKR 
failures [6].  Although failure beyond 10 years can be inevitable due to mechanical 
breakdown of available materials (e.g. wear or loosening), prevention of early failure is of 
great importance due to the cascade of consequential events negatively impacting patient 
quality of life.  Knee instability, arthrofibrosis, and component malalignment alone account 
for approximately 50% of early revisions [5-7], and are recognized as preventable causes 
for revision at the time of surgery [5, 8, 9]. 
A TKR procedure replaces diseased or damaged articular surfaces of the knee with 
metal and plastic components in order to provide the patient pain relief and improved 
quality of life.  A successful TKR requires both proper resection of bone tissue for optimal 
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component alignment and proper handling of the soft-tissues surrounding the knee joint, 
referred to clinically as ligament balance [8].  It is generally accepted that early revision 
reasons and patient dissatisfaction are related to these surgical factors.  During the TKR 
procedure, surgeons routinely perform assessments on the implanted knee in order to 
determine if proper TKR component alignment and ligament balance have been achieved.  
These assessments are based on manual feedback, or the “feel”, of the surgeon, and thus 
highly subjective [10].  The influence of TKR component alignment and ligament balance 
on the mechanical environment of the knee is poorly understood due to this lack in 
intraoperative quantitative measures. 
In the event of TKR failure, a revision surgery is required where one or all of the 
primary TKR components are replaced.  Revision of an initial revision surgery is more than 
five times more likely than revision of a primary TKR [11]. Revision surgery further 
compromises the structural integrity of the knee joint and often require specialized TKR 
components to replace the primary TKR.  Revision TKR components commonly exhibit a 
modular design that allow additional metal augments or extensions to be  assembled onto 
the TKR components in order to provide surgeons versatility to address patient-specific 
needs and improve implant fixation [12].  Despite the advantages modular TKR 
components provide surgeons intraoperatively, the bore-cone taper junctions used to 
assemble modular components have received significant attention from the orthopaedic 
community due to evidence of corrosion [13].  The corrosion at these metal taper interfaces 
occurs from both chemical and mechanical mechanisms. The corrosion by-products, 
specifically metallic debris, has detrimental consequences on the patient including 
3 
osteolysis, aseptic loosening, and a strong lymphatic response, and ultimately limit implant 
longevity necessitating additional revisions [14]. 
Computational Modeling to Analyze Orthopaedic Implants 
Computational modeling is a numerical approach that uses computer simulation to 
predict behavior of complex systems. At its foundation, computational modeling is a 
combination of mathematics, physics, and computer science, and can simulate systems 
across multiple fields of science including solid mechanics, fluid mechanics, 
thermodynamics, and biology. Advances in computer science, specifically the increasing 
computing power of  computers, have facilitated the use of computational modeling as an 
efficient tool for approximating parameters of interest that are either difficult or impossible 
to measure during physical experiments.  Finite element analysis (FEA) represents one of 
the more common computational modeling approaches used in engineering. 
Finite element analysis uses the finite element method (FEM) numerical technique 
to simulate physical phenomena.  Based on the laws of physics and thermodynamics, many 
physical phenomena related to structural mechanics, fluid behavior, mass transport, and 
heat flow can be described by mathematical expressions called partial differential equations 
(PDE).  These differential equations relate physical behavior to field variables present in a 
physical domain, such as a mechanical structure or spatial volume, with respect to time and 
spatial locations.  Field variables depend on the type of problem being solved and can 
include displacements, stresses and strains, temperature, or mass fluxes among others. 
Solving PDEs can provide a better understanding of underlying mechanisms that influence 
these physical behaviors under given conditions and aid engineers to design solutions to 
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real-world problems.  The FEM is a numerical method a computer can utilize to solve PDEs 
applied to a physical domain provided appropriate boundary conditions.  In this numerical 
approach, the physical domain is divided into smaller, simpler geometric units called finite 
elements which remain connected together through points, known as nodes, forming a 
network of elements over the domain called mesh.  Subdividing the domain into finite 
elements make solving the PDEs more manageable.  Boundary conditions can be specified 
as loads or displacements and are required to prevent an indeterminate system and serve to 
actuate the model simulation.  Finite element model simulations that are prescribed 
displacements are referred to as kinematically-driven and simulations that are prescribed 
loads as force-driven. The equations that model individual elements are then assembled 
into a system of equations based on the connections at nodes and boundary conditions in 
order to solve for field quantities over the entire domain, or as often called the finite 
element (FE) model.   It is important to note that the FEM provides an approximation of 
the real solution to these PDEs.  Therefore, it is important to establish credibility in 
simulation predictions by proving the equations are being solved correctly, termed 
verification, and that the physical phenomena is being accurately represented, termed 
validation. 
The FEM was conceptualized as early as the 1940s by Alexander Hrennikoff and 
Richard Courant.   Initial application of FEM was used to analyze structural mechanics in 
civil and aerospace engineering in the 1950s, and eventually applied to more complex 
models in biology in the 1970s [15].  Today, FE modeling is commonplace in academia as 
a research tool for investigating complex systems and in industry as part of product design 
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workflows across a wide range of engineering disciplines. In the field of bioengineering, 
medical devices are being innovated that interface directly with the biological systems of 
the human body.  With the aim of improving patient treatments, optimizing device design 
is difficult to accomplish through experimental testing alone.  FEA provides a numerical 
approach to analyze the function of such devices in these complex biological systems under 
a variety of different design and environment conditions.  Orthopaedics, in particular, has 
adapted FEA as an effective tool for analyzing the interaction between the musculoskeletal 
system and total joint replacement devices in order to understand the fundamental 
mechanics of the bone-implant system and inform future design decisions [16].   FE models 
ranging in size and complexity have been utilized to analyze how implant fixation affects 
bone mechanics [17, 18], contact mechanics and wear of articulating implant surfaces [19-
21], mechanics of bone-cement-implant interfaces [22, 23], induced soft-tissue loads and 
the influence of surgical factors on implant performance [24, 25].  Early finite element 
models of bone-implant systems consisted of idealized two-dimensional geometries [26, 
27] while current models are commonly three-dimensional anatomical representations of
specific subjects.  This increase in geometric complexity parallels growth in computational 
capacity from hundreds of finite elements in a given model back in the 1980s to hundreds 
of thousands today.  FEA in orthopaedics has also advanced in other aspects including 
more sophisticated algorithms defining contact at implant interfaces, explicit formulations 
that allow for dynamic activities to be simulated, and adaptive modeling techniques that 
allow for model parameters to be updated during simulation.  A common misconception is 
that increasing the complexity of a FE model will yield more accurate predictions. 
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However, justified simplifications are a trait shared amongst all credible models.  Instead, 
comparison of model predictions from simulations to in vitro test data is essential for 
assessing the predictive capability of the model within its intended scope. 
Material Behavior of an Implanted Knee Joint 
The implanted knee joint consists of artificial TKR components and biological 
components.  Although a plethora of different TKR designs are available, the 
overwhelming majority of them consist of a metal component that replaces the end of the 
femur and a metal tray joined with a plastic polymer insert to replace the end of the tibia. 
Biological components include the patella, femur and tibia bones, and numerous other soft-
tissue structures, mainly ligaments and tendons.  Material mechanical behavior is 
characterized by defining the relationship between an applied force and material 
deformation, or stress versus strain.  Development of a FE implanted knee model requires 
implementing the material behavior of each of these artificial and biologic materials.  Thus, 
it is important to understand the fundamental behavior of these materials. 
Metals generally exhibit high stiffness, high strength, ductility and isotropy due in 
part to a crystalline microstructure and strong atomic bonds.  The stiffness of metals range 
from 48 GPa to 410 GPa and tensile strength as high as 4100 MPa, orders of magnitude 
higher than other types of materials [28].  In general, the initial stress-strain mechanical 
response of metals is linear elastic.  Linear refers to a directly proportional relationship 
between deformation and applied load, and elastic refers to deformations being completely 
recovered once the applied load is removed.  The yield strength defines an approximated 
limit to this linear elastic behavior in metals, and when subjected to stresses beyond the 
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yield strength the metal undergoes significant changes in microstructure causing a 
nonlinear stress-strain response and experiences permanent, or plastic, deformations, until 
fracture.  Another key attribute to the mechanical behavior of metals is ductility which 
refers to the capacity to undergo deformations without fracturing.  From an engineering 
perspective, these characteristics allow metal parts to endure high loads while still 
maintaining their shape and most importantly avoid fracture; a perfect combination for a 
weight-bearing TKR component.  Metal alloys commonly used in TKR today include 
CoCrMo and Ti6Al4V alloys, due to biocompatibility and corrosion resistant properties in 
addition to the aforementioned mechanical characteristics. 
In contrast to the mechanical behavior of metals, plastic polymers exhibit much 
lower stiffness (7MPa-4 GPa) and strength (~100 MPa) properties but greater ductility (> 
1000% elongation) [28].  Additionally, polymers, in general, are highly sensitive to the rate 
of deformation (strain rate) with respect to time, temperature, and the chemical 
composition of the environment.  The microstructure and increased molecular mass of 
ultra-high-molecular-weight polyethylene (UHMWPE) contributes to favorable 
mechanical properties and wear resistance, and the reason it dominates bearing materials 
used in joint replacements today [29].  UHMWPE is a semicrystalline polymer composed 
of a crystalline phase and an amorphous phase, and thus, exhibits the combined mechanical 
characteristics of a solid (from crystalline phase) and a liquid (from amorphous phase), 
known as viscoelasticity [28].  Important viscoelastic characteristics include creep, an 
increase in deformation over time under a constant load, and stress relaxation, a decrease 
in stress within a material under constant deformation, and are by definition rate-dependent 
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nonlinear behaviors.  One aspect of the viscoelastic nature of polymers relevant to function 
in a TKR is the rate-dependent nonlinear phenomena known as creep, due to frequent 
scenarios of applied constant load over time (e.g. standing).  Additionally, polymers can 
experience rate-independent nonlinear elastic behavior as polymer chains are stretched, 
and similar to metals, can exhibit both a linear elastic response prior to reaching the yield 
strength and rate-independent nonlinear behavior because of plasticity [30].  Also, changes 
in mechanical properties of polymers, most notably a decrease in ductility towards 
brittleness, are known to occur due to oxidation in the in vivo environment [31]. 
Biological soft-tissues including ligaments and tendons exhibit nonlinear elastic, 
anisotropic mechanical behavior that is highly dependent on the complex interactions 
between collagen fibers, proteoglycans of the ground substance, and high water content 
that compose them [32].  The tensile strength of soft-tissues comes from the collagen fibers 
which are optimally arranged to fulfill a specific mechanical function [33].  Soft-tissues 
exhibit a nonlinear elastic mechanical response to initial loading due to the recruitment of 
collagen fibers from a crimped to uncrimped state (i.e. the toe-region) beyond which linear 
behavior exist until failure.  Moreover, soft tissues are inherently viscoelastic due to high 
water content, and thus have a time- and history-dependent material response.  Although 
bone is not intuitively thought of as a “soft” tissue, it too exhibits nonlinear, viscoelastic 
behavior and is highly anisotropic due to the orderly pattern of hydroxyapatite crystals 
within the collagen network when forming lamellar osteons (e.g. parallel to the axis of long 
bones).  Most notably, the tensile strength and elastic modulus of bone is directly 
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proportional to strain rate.  Moreover, long bones are stronger in axial compression than 
tension, and shear strength is about one-third of the compressive strength [30]. 
Modeling Material Behavior of an Implanted Knee Joint 
Computational modeling has been used for decades as a tool for investigating the 
complex kinematic and biomechanic behavior of the knee joint.  As with all computational 
simulations, the predicted variables from these simulations are heavily influenced by model 
input parameters and boundary conditions.  The most significant model input parameter is 
material model which defines the mechanical behavior of geometry being represented. 
Material models available vary significantly in complexity, and require diligence when 
choosing which material model to implement.  For an implanted knee joint, this involves 
material model selection for both artificial and biologic components. 
Metal materials are commonly modeled as linear elastic isotropic and completely 
neglect any nonlinear behavior that results from plasticity or direction dependent behavior. 
Since metal implants are usually designed to function well below the yield strength, this 
representation is appropriate.  However, any evidence of post-yield behavior warrants use 
of a more complex plasticity material model in order to capture material nonlinearity. 
Linear elastic and plasticity models similar to those used for metals have been implemented 
to model UHMWPE and other polymers to represent linear and nonlinear behavior. 
Nevertheless, it is argued that these representations are insufficient due to distinct 
differences in deformation mechanisms between metals and polymers [34].  More complex 
material models unique to semicrystalline UHMWPE polymers have been developed that 
incorporate independent contributions of the amorphous and crystalline phases to account 
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for the nonlinear elastic and plastic behavior [34, 35].  In TKR studies, such material 
models are typically only used when the contact mechanics and wear characteristics of the 
UHMWPE tibial insert are specifically being investigated.  The simplest and 
computationally efficient model representation of implant materials is that of a rigid body 
which neglects any deformation (elastic or plastic).  This representation is only used when 
an implanted biologic system is being analyzed and deformation of implant components 
relative to biologic components is deemed negligible. 
Material models used for biologic soft-tissues can significantly vary in complexity 
depending on whether time-dependent behavior is of interest.  Viscoelastic material models 
capture the time-dependent nonlinear behavior and can include individual contributions of 
the solid phase, fluid phase and ion diffusion, but are only used when the internal 
mechanics of isolated ligaments are being analyzed such as in sports injury applications. 
When the time-dependent material response is not of interest, mechanical models used to 
represent soft tissue behavior focus on the nonlinear response of the solid phase (the 
collagen fibers, in particular) such as hyperelastic, fiber reinforced, and nonlinear spring 
models [36].  This approach is very common when analyzing the global biomechanics and 
kinematic behavior of the knee joint.  It is also important to note that, in contrast to implant 
components, the geometric representation of biologic components are often simplified in 
the FE model based on the material model used. 
Incorporating the physical behavior of materials when developing a FE model 
requires choosing material models that are appropriate for the specific scope of the 
analysis.  In many instances, a more complex material model may not provide added 
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benefits to the analysis over a simpler model, yet require substantially more computational 
time to complete the model simulation.  Engineers must constantly assess how detailed a 
material model needs to be in order to appropriately represent parameters of interest within 
the system being analyzed while minimizing computational time.  Regardless of the 
complexity, all material models require the incorporation of experimental test data in order 
to fully define them which can be challenging to obtain, especially for biological materials.  
The underlying theme is that a variety of different material models can be used to represent 
artificial and biological components in FEA so long as it is appropriate for the scope of the 
study and takes into consideration the parameters of interest. 
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CHAPTER TWO* 
COMPARISON OF LINEAR ELASTIC AND ELASTOPLASTIC FINITE ELEMENT 
ANALYSIS OF BORE-CONE TAPER JUNCTIONS 
Introduction 
Bore-cone taper junctions, also known as Morse tapers, are a common design 
feature used in modular joint replacements.  The mating bore and cone components are 
uniformly tapered and provide a self-locking connection upon assembly. Essentially, an 
interference fit is achieved through localized material deformation and subsequent residual 
stresses where the cone compresses against the bore walls at a location dependent on the 
taper fit [1, 2].  Taper surfaces of modular components explanted from patients during 
revision surgery reveal evidence of such material deformation, visualized as a micro-
grooved texture in which the peaks have been flattened or become imprinted onto the walls 
of the mated bore taper [3-6]. Explanted modular components also reveal evidence of 
mechanically-assisted corrosion mechanisms, which suggests the taper junctions can 
experience elevated stresses in concentrated regions and cyclic micromotion [5, 7-12]. The 
role of localized material deformation on taper junction performance is poorly understood. 
The literature analyzes material deformation of the taper junction both globally and 
locally.  In vitro testing and retrieval analyses have primarily focused on global 
*Results and data provided in this chapter were submitted for publication in:
Snethen K, Harman MK, Zhang G. Comparison of linear elastic and elastoplastic
finite element analysis of bore-cone taper junctions. Computer Methods in
Biomechanics and Biomedical Engineering. Manuscript submitted and in review,
2018.
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deformation of the modular implant system as a whole, commonly expressed flexural 
rigidity, due to the difficulty in measuring mechanics within the bore-cone taper interface 
[9, 13-15].  Finite element (FE) simulations have allowed for the analysis of local 
deformations that occur at the contacting bore and cone surfaces [16-19].  These 
experimental and computational studies analyze taper deformation as an elastic behavior. 
Conversely, the reported permanent deformations of surface topography [2, 5] have been 
complemented by microscale submodeling to suggest that localized plastic deformations 
play a crucial role in the performance of bore-cone taper junctions [20, 21].  Still, 
macroscale finite element models have assumed elastic behavior through the 
implementation of linear elastic material properties, despite macroscale finite element 
simulations also reporting interfacial stresses above material yield strengths [18, 19]. It has 
been shown that linear elastic material properties can be insufficient in representing the 
mechanics of medical devices when material nonlinearity exists as would be evident if 
plastic behavior is present [22]; however, this has not been explored for FE models of 
modular taper junctions.  It is possible that finite element simulations implementing linear 
elastic material properties are insufficient for predicting stresses within modular taper 
junctions given that plastic deformation has been shown to occur even at the macroscale 
[18, 19]. 
The purpose of this study was to compare predicted residual stresses within 
modular TKR taper junctions between macroscale FE simulations implementing either 
linear elastic or elastoplastic material properties to represent implant material behavior. 
This comparison will be conducted under various taper fit conditions as this is known to 
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impact the mechanics of the taper junction.  It is hypothesized that a linear elastic analysis 
will over approximate residual stresses when the taper fit produces minimal contact area 
between the interfacing bore and cone taper surfaces leading to localized plastic 
deformation. 
Methods 
The computational approach used in this study required experimental datasets in 
order to accurately model the modular TKR taper junction.  Specifically, model 
development incorporated experimental data to define material behavior, loading and 
boundary conditions, and contact behavior. 
Development of Linear Elastic and Elastoplastic Material Models 
Linear elastic and elastoplastic material behaviors were constructed for both cast 
CoCrMo (ASTM F75) and wrought Ti6Al4V (ASTM F136) from experimental stress-
strain data.  The linear elastic material behavior was defined by an elastic modulus (E) and 
a Poisson’s ratio (Table 2.1). The elastoplastic material behavior was developed from yield 
strength (YS), ultimate tensile strength (UTS), and percent elongation values collected 
from the literature pertaining to these specific materials.  Selection criterion for the 
inclusion of experimental material data in developing the elastoplastic models required 
tensile testing of the alloys with intent for medical device application and reported YS, 
UTS, percent elongation and alloy chemical composition be in agreement with each 
material specific ASTM standard.  Since many experimental studies only list handbook 
values for measured material properties and not full stress-strain curves, a power law was 
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implemented to approximate the nonlinear post-yield region of the stress-strain curves 
using the values reported in the literature sources, and was defined as 
nKεσ =  
where σ is the stress, ε is the strain, K is the strength coefficient, and n is the strain 
hardening coefficient [23]. 
Table 2.1. Material property parameters assigned to the linear elastic and elastoplastic 
material behaviors for each material. 
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For each experimental dataset, the yield strain was calculated from the elastic 
modulus and reported yield stress, and defined the linear region of the stress-strain 
behavior.  Additionally, the UTS was assumed to occur at the failure elongation; an 
assumption justified by the failure behavior of these specific alloys evident in the stress-
strain curves collected.  This provided two pairs of data points that could then be compared 
to the power law approximation.  The strength coefficient, K, and the strain hardening 
component, n, were assigned initial values and the squared difference at the two 
aforementioned stress-strain data points was calculated.  Coefficients K and n were then 
optimized in order to minimize the sum of the squared differences, and approximate the 
unknown post-yield region of the stress-strain curve.  This routine was shown to have a 
RMSE of 8.9, 20.6, 41.4, and 16.3 MPa when performed on known full stress-stress curves 
of wrought Ti6Al4V, wrought/forged CoCrMo, as-cast CoCrMo, and cast CoCrMo 
processed with hot isostatic pressing (HIP), respectively (Figure 2.1). 
Figure 2.1. Power law approximations of experimental full stress-strain curves for two 
cast CoCrMo alloys, a wrought Ti6Al4V alloy, and a wrought/forged CoCrMo alloy. 
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Once the stress-strain curve was approximated for each experimental dataset, the 
same optimization routine was repeated to fit a curve to represent the overall material 
subset (e.g. cast CoCrMo) by minimizing the sum of squares between the fit curve and 
each approximated stress-strain curve simultaneously (Figure 2.2).  The linear sub-yield 
region of the elastoplastic curve was defined using the average yield strength of the 
reported values from each material subset and the elastic modulus from the corresponding 
linear elastic material behavior (Table 2.1). The approximated stress-strain data was 
converted to true stress and true strain for implementation in the FE model. All materials 
were assumed to behave isotropically. 
Figure 2.2. True stress-strain curves implemented in the finite element analysis to model 
elastoplastic behavior for each represented material.  
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Figure 2.3. Schematic of the modeled 3D modular TKR with applied loading 
orientations.  Exploded cross-section annotates dimensions used to create the model and 
demonstrates the localized mesh at the bore-cone taper interface. Location on stem from 
which fixed constraints were applied along its length in the finite element simulations is 
shown. αB: Bore Taper Angle, αC: Cone Taper Angle. 
Development of Taper Junction Finite Element Model 
The linear elastic and elastoplastic material models were applied to a three-
dimensional finite element (FE) model of a modular long-stem tibial TKR component.  A 
generalized bore-cone taper junction geometry was created in design software (Solidworks 
2014, Dassault Systemes, Waltham, MA) using measurements from retrieved modular 
long-stem tibial TKR components.  The geometric reconstruction included a tibial 
baseplate having a cone taper located on the distal end of the keel and a stem component 
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having a bore taper located on its proximal end (Figure 2.3). The taper junction was initially 
designed with a 5o taper angle on both the bore taper (αB) and cone taper (αC) (Figure 2.3). 
Thus, the initial geometry exhibited an angle mismatch, defined as the bore angle minus 
the cone angle, of 0o which represents a perfect fit and can only be idealized due to inherent 
manufacturing tolerances. 
To account for this manufacturing tolerance, two additional taper junction 
geometries were developed with an angle mismatch of ±0.25o by only perturbing the angle 
of the cone taper.  This generated three distinct taper fit scenarios: perfect fit, positive fit, 
and negative fit.  The positive fit scenario is defined as the bore taper angle being 0.25o 
greater than the cone taper angle, also referred to as a positive mismatch. The negative fit 
scenario is defined as the bore taper angle being 0.25o smaller than the cone taper angle, or 
a negative mismatch. In this study, the cone taper angle dimension was 4.75o for positive 
mismatch and 5.25o for negative mismatch. The angle mismatch defining the positive and 
negative taper fit scenarios were chosen based on extreme values found in the literature for 
taper junctions of modular orthopaedic devices [14].  All other geometric dimensions 
remained constant. The three-dimensional geometric models were subsequently imported 
into ABAQUS (v6.14, Dassault Systemes, Waltham, MA) to perform the deterministic FE 
analysis (Figure 2.3).  Material properties of cast CoCrMo (ASTM F75) were assigned to 
the cone taper and material properties of wrought Ti6Al4V (ASTM F136) were assigned 
to the bore taper.  Taper junction material combination will be specified as bore material-
cone material. 
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The FE model consisted of 52950 tetrahedral elements, including a locally refined 
mesh of 34669 elements at the taper junction.  For computational efficiency, quadratic 
tetrahedral elements with improved surface stress visualization (C3D10I) were used in the 
regions of taper contact [36], and linear tetrahedral elements (C3D4) were used outside this 
region of interest.  The mesh density was justified through completion of a convergence 
analysis where maximum stress in the taper junction and total strain energy were converged 
to within 5% for all three of the taper fits modeled using elastoplastic material properties.  
Figure 2.4. Fretting coefficient of friction (COF) and normal stress relationship 
implemented in FE model contact for the Ti6Al4V-CoCrMo bore-cone material 
combination. 
Contact at the bore-cone taper junction was modeled using a surface-to-surface 
finite sliding contact formulation.  The contact was defined using contact pairs with the 
cone taper assigned the master surface and the bore taper the slave surface, and enforced 
using the penalty method.  The coefficient of friction (COF) at the taper interface was 
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defined as a function of the contact pressure.  An exponential decay model [38] was used 
to fit experimental fretting COF versus normal stress data for a Ti6Al4V-CoCrMo material 
combination [39] and represented by 
Pdce−∞−+= )( 00 µµµµ
where P is the contact pressure, μo is the coefficient of friction at zero contact pressure, μ∞
is the coefficient of friction at increasing contact pressure, and dc is the decay factor.   The 
coefficient of friction parameters were defined μo=0.8 and μ∞ =0.3, and the decay factor, 
dc, was optimized to a value of 0.056 in order to match the experimental test data (Figure 
2.4). 
Model Loading and Boundary Conditions 
A dynamic, implicit simulation was completed in two steps: (1) a prescribed axial 
assembly load to seat the cone taper into the bore taper; and (2) a prescribed load profile 
of two gait cycles.  In the first step, a 4400 N assembly load, measured to be the average 
impaction force applied by orthopaedic surgeons [39], was applied to a node on the inferior 
surface of the stem in alignment with the stem central axis and a fixed constraint was 
enforced on the superior surface of the tibial baseplate.  The gait loading cycle applied in 
the second step was defined from published telemetric data and included axial loads (Fz), 
flexion-extension (Mx) moments, and external-internal (Mz) moments (Figure 2.5) [40]. 
The resultant compressive force (-Fz) was split 55% medial-45% lateral [41] and 
distributed in a circular pattern about 4 nodes in approximated medial and lateral regions 
on the superior surface of the tibial baseplate generating a resultant abduction-adduction 
moment (My) in the frontal plane.  Corresponding flexion-extension (Mx) and external-
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internal moment (Mz) profiles were directly applied about the medial-lateral and superior-
inferior axes (Figure 2.3), respectively, via a reference node coupled to the superior surface 
of the baseplate. A 940 N body weight, representing the average patient weight of the 
subjects who participated in the telemetric study [40], was used to calculate the magnitudes 
of the loads and moments.  Only two gait loading cycles were simulated after a preliminary 
analysis consisting of five gait cycles revealed that the taper junction stabilized with 
changes in micromotion <1 µm and stress <5 MPa after two cycles.  During the gait loading 
cycles, boundary conditions were representative of a worst-case scenario of distal stem 
fixation without support of the proximal tibial bone (Figure 2.3), a common physiological 
condition in TKR revision surgeries that often necessitates use of a modular long-stem 
tibial component [42]. 
Figure 2.5. Gait activity loading cycles applied in the dynamic finite element simulation 
with respect to the corresponding axes.  HS = heel strike; CHS = contralateral heel strike; 
CTO = contralateral toe off. 
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Figure 2.6. Experimental design to compare residual stresses of taper junctions for linear 
elastic and elastoplastic FE analysis for three distinct taper fit scenarios. 
Experimental Design of Study 
A total of six FE simulations were run in order to compare the residual stresses 
within the taper junction between linear elastic and elastoplastic analyses under three 
different taper fit scenarios (Figure 2.6).  To compare the stresses in the taper junction 




where Sij is the deviatoric stress tensor,  was chosen due to a triaxial stress environment 
within the taper junction as well as the general use of the von Mises yield criterion in 
engineering design of isotropic ductile metals. The von Mises stresses were recorded for 
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both the bore and cone tapers at the end of the assembly step, gait cycle 1, and gait cycle 
2. These stresses represent residual stresses since they were recorded at the end of the
loading cycles when the applied load was minimal (~200 N compared to 2000 N peak load) 
and the taper junction had reached a state of equilibrium.  Additionally, plastic strain will 
be reported to analyze the extent of plastic deformation. 
Results 
Trends in stress distributions were similar between linear elastic and elastoplastic 
analyses.  The stress distribution was determined by the taper fit between the bore and cone 
taper geometries regardless of the material model used (Figure 2.7).  The perfect fit 
condition resulted in a uniform stress distribution, while positive and negative fits led to 
distal and proximal stress concentrations within the taper junction, respectively (Figure 
2.7).  Furthermore, the maximum residual stress within the taper junction was located on 
the cone taper in positive fit scenarios and on the bore taper in negative fit scenarios; hence, 
the maximum residual stresses reported are from these respective locations for these taper 
fit scenarios. 
Differences in predicted stress in the linear elastic and elastoplastic analyses were 
only present in the positive fit scenario because it was the only taper fit scenario that 
produced stresses above the yield limit, and thus nonlinear material behavior.  The post-
yield stresses only existed in the lower strength cast CoCrMo cone taper characterized by 
a yield strength (515MPa) approximately half that of the bore taper (990MPa). In the 
positive fit condition, the final maximum residual stress calculated was 691MPa in the 
linear elastic model and 538.8MPa in the elastoplastic model, a 24.8% difference in stress 
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between the two analyses (Figure 2.8). The perfect fit and negative fit conditions resulted 
in identical final maximum residual stresses in both the linear elastic and elastoplastic 
analyses (Figure 2.8).  This 0% difference in predicted stress between the linear elastic and 
elastoplastic analyses can be explained by the absence of post-yield stresses in the perfect 
and negative fit conditions. 
Figure 2.7. Von Mises stress distributions at the bore-cone taper interface for the linear 
elastic and elastoplastic model simulations for all taper fits simulated. 
Focusing on the positive fit condition, the maximum residual stress varied 
throughout the simulation steps, but changes in percent difference between linear elastic 
and elastoplastic analyses were insignificant.  The greatest percent difference in residual 
stress was 26.7% for the cone taper and 3.4% for the bore taper.  These percent differences 
between the two analyses varied less than 2.1% across the whole simulation. 
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Figure 2.8. Percent difference between von Mises stress values for linear elastic and 
elastoplastic simulation for each taper fit simulated. 
The residual stresses were greatest following taper junction assembly, and 
decreased in the cone taper and to a greater extent in the bore taper during the subsequent 
gait loading cycles.  In the linear elastic analysis, residual stress decreased from 710 MPa 
to 690 MPa in the cone taper and from 483 MPa to 374 MPa in the bore taper (Figure 2.9). 
In the elastoplastic analysis, residual stress decreased from 542 MPa to 539 MPa in the 
cone taper and from 470 MPa to362 MPa in the bore taper (Figure 2.9).  The majority of 
the plastic deformation experienced in the taper junction was accumulated during the 
assembly step.  Principal plastic strain was calculated to be 1.71E-03 after assembly and 
increased to 2.05E-03 and 2.10E-3 after the first and second gait cycles, respectively.  
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Figure 2.9. Progression and comparison of maximum von Mises stress in the bore taper 
and maximum stress in the cone taper between linear elastic and elastoplastic models 
throughout the simulation steps for the positive taper fit scenario.  Percent difference 
calculations are displayed above the bar graphs.   
Discussion 
This study demonstrated that a linear elastic FE analysis of modular TKR taper 
junctions will overestimate stresses in comparison to an elastoplastic analysis for a 
common taper fit scenario.  When the taper junction exhibits a positive fit where contact 
occurs at the leading edge of the cone taper, post-yield stresses and plastic deformations 
are experienced leading to a divergence in residual stress predictions between linear elastic 
and elastoplastic analyses.  In modular total hip replacements, the positive fit has been 
suggested to be advantageous over the negative fit due to a decrease in moment arm 
between the point of contact and resultant load as well as the allowance of fluid ingress 
[13].  Furthermore, the previous design standard for bore-cone taper junctions in modular 
33 
femoral heads specified nominal positive fits for all bore-cone taper pairings [43].  Hence, 
the positive fit condition shown to undergo plastic behavior is of great relevance. 
The distinct stress distributions evident in the linear elastic and elastoplastic 
analysis results (Figure 2.7) were attributed to the unique contact environment generated 
by a given taper fit.  In a positive fit condition, where the bore angle is larger than the cone 
angle, the cone is able to penetrate into the bore until the distal tip contacts the internal 
bore taper surface.  On the contrary, the smaller bore angle present in the negative fit 
condition limits the penetration of the cone taper due to interference at the proximal region 
of the taper junction. This produced elevated stress on the cone taper for the positive fit 
scenario and on the bore taper for the negative fit.  The simulations only surpassed the yield 
strength in the positive fit condition since the cone taper was modeled with the much 
weaker cast CoCrMo (yield strength 515 MPa) when compared to the wrought/forged 
Ti6Al4V alloy (yield strength 990 MPa) applied to the bore taper; hence, there was no 
plastic strain present in the perfect fit or negative fit scenarios.  This explains why there 
were no differences in residual stress seen between the linear elastic and elastoplastic 
analyses for the perfect fit or negative fit conditions (Figure 2.9) because the elastoplastic 
material behavior remained within the linear region of the stress-strain curve matching that 
of the linear elastic material. 
The yield strength of the cone taper was exceeded in the positive fit condition.  This 
post-yield stress occurred in the assembly step where the impaction of an intraoperative 
hammer blow was simulated (Figure 2.9).  Due to the immediate decrease in stiffness of 
metal alloys upon reaching the yield stress, the maximum residual stress was much higher 
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in the linear elastic material compared to the elastoplastic material which incorporates this 
stiffness decrease.  This over-approximation of stress (25% difference) may be acceptable 
when conservative estimates are desired. However, depending on the material being 
modeled, the analysis may produce unrealistic results.  In this study, the linear elastic 
Ti6Al4V-CoCrMo taper junction produced a maximum residual stress approximately 91% 
of the UTS for the generalized cast CoCrMo material while the same simulation with 
elastoplastic material behavior produced a maximum stress only 70% of the UTS. 
Although not directly reported, it can be assumed that the peak stresses endured during 
taper junction assembly exceeded the UTS in the linear elastic model considering a residual 
stress 91% UTS was calculated after the 4400 N load was removed.  This would cause 
material failure which is not a clinically reported occurrence at the macroscale.  
The presence of cyclic loading during in vivo conditions further emphasized the 
distinctions between the linear elastic and elastoplastic analyses.  When a metal material is 
loaded and then unloaded its stress-strain behavior follows a straight-line path from the 
point of unloading that parallels that of the elastic modulus.  For stresses below the elastic 
limit (i.e. the yield strength) this unloading path matches the initial linear region of the 
material; however, if stress has surpassed the yield strength, the unloading path will now 
be offset from the linear region.  The loading-unloading path matched the linear region in 
the linear elastic analysis despite post-yield stresses generated in the assembly step because 
material behavior was defined by a single stiffness value.  Since the elastoplastic analysis 
accounts for the nonlinear stress-strain behavior that occurs beyond the elastic limit, the 
loading-unloading path was offset from the linear region during the assembly step.  This 
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initial offset in loading-unloading paths between the two material models resulted in nearly 
constant (less than 2% variation) percent differences in stress throughout the gait cycles 
following assembly (Figure 2.9). 
Furthermore, once a metal experiences stresses beyond its elastic limit, it enters 
into a plastic region and becomes more difficult to deform under additional loading, a 
phenomenon known as strain hardening.  The greater change in residual stress following 
the assembly step for the linear elastic analysis compared to the elastoplastic analysis could 
be attributed to the absence of strain hardening behavior in the linear elastic material model. 
The elastoplastic analyses calculated relatively constant stresses in the cone taper beyond 
assembly and negligible change in plastic strain as expected given applied loading was 
significantly less in the subsequent gait cycles.  The strain hardening behavior is difficult 
to discern in this analysis since residual stress in the linear elastic analysis decreased after 
assembly due to lower loading cycles, but these observations suggest the strain hardening 
behavior helps stabilize the stress environment of the taper junction.  All of the trends 
discussed are expected to be further emphasized if higher loads were applied such as an 
above-average assembly force or more demanding physical activity. 
This study is limited by its use of generalized material models and a generalized 
taper junction geometry.  Use of the generalized material model was intended to represent 
material properties corresponding to relevant ASTM standards and to capture industry 
practices without limiting the analysis to a specific material processing technique.  Use of 
a generalized taper junction geometry was intended to represent key taper dimensions with 
a focus on varying the taper angle to create three distinct taper fit scenarios.  Taper angle 
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was focused on since angle mismatch has been strongly correlated with surface stresses 
[17], and it was expected perturbing this parameter would produce unique stress conditions 
to compare linear elastic and elastoplastic analyses. 
Conclusion 
In summary, linear elastic and elastoplastic FE analyses of the modular TKR taper 
junction calculated different stress magnitudes when the taper geometry represented a 
positive mismatch condition.  In the positive mismatch condition, the stress concentrated 
on the cone taper and induced post-yield stresses in the lower strength cast CoCrMo 
material leading to an overestimation in stress in the linear elastic analysis compared to the 
elastoplastic analysis.  The linear elastic and elastoplastic analyses calculated identical 
stresses for the perfect fit and negative fit scenarios since the yield strength was not 
surpassed in the bore or cone taper.  Nonetheless, given the industry bias towards positive 
mismatch in modular taper junctions, it is recommended that an elastoplastic material 
model be used in FE analysis of taper junctions in order to generate realistic 
approximations of interfacial stresses.  The elastoplastic model would be beneficial in 
design phase analyses where material optimization is desired or when attempting to 
recreate in vitro testing.  If a linear elastic model is used, the user should be aware of post-
yield behavior and cautiously report results if the yield strength of the material being 
modeled is exceeded. 
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THE EFFECT OF MANUFACTURING TOLERANCES ON THE MECHANICAL 
ENVIRONMENT OF TAPER JUNCTIONS IN MODULAR TKR  
Introduction 
Taper modularity has become a common design feature in orthopaedic devices due 
to the versatility it provides surgeons intraoperatively to address patient-specific needs.  
During revision total knee replacement (TKR), the bore-cone taper junctions allow 
surgeons to augment modular TKR components with intramedullary stem extensions for 
improved stability and bone fixation in patients with poor bone quality or defects [1, 2].  
Despite these advantages, taper junctions have been associated with corrosive behavior 
because of mechanical instability [3-5] causing adverse tissue responses and limiting 
device longevity [6-8].  Mechanically assisted corrosion (MAC) is a commonly recognized 
corrosion mechanism in taper junctions, and involves the combination of localized stresses 
under loading and fretting, or micromotion between contacting surfaces [9, 10].   
In response to the concerns surrounding modular taper junctions, the effect of taper 
design parameters on corrosion have been investigated. Both retrieval analyses on 
explanted taper junctions of modular total hip replacements (THR) [10, 11] and in vitro 
studies [12-14] have supported the occurrence of MAC mechanisms and confirmed that 
*Results and data provided in this chapter were submitted for publication in:
Snethen K, Hernandez J, Harman MK. Effect of manufacturing tolerances on the
mechanical environment of taper junctions in modular TKR.  Journal of the
Mechanical Behavior of Biomedical Materials. Manuscript submitted and in review,
2018.
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taper design parameters influence corrosion.  However, retrievals offer limited information 
regarding in vivo mechanics and in vitro studies are inefficient to perturb and repeat.  Finite 
element (FE) analysis provides a more efficient framework and has been completed to 
determine the effect of material combination on stress and micromotion of modular bone 
replacement prostheses [15] and the effect of taper design parameters on contact mechanics 
in modular THR [16, 17].  Although retrieval analyses have also shown evidence of MAC 
mechanisms in modular TKR [18, 19], no studies have been completed to date analyzing 
taper design in modular TKR. 
Despite the common objective in the aforementioned studies of determining the 
optimal taper junction design, a great deal of uncertainty surrounds this topic. The previous 
ASTM Standard F-1636 specified manufacturing tolerances for specific bore-cone taper 
pairs, but was discontinued leaving industry without guidance on appropriate 
manufacturing tolerances for taper designs [20].  Although manufacturing tolerance has 
been established as a design parameter critical to taper junction corrosion [11, 12, 16, 17], 
the isolated effects of incremental changes in manufacturing tolerance on the contact 
mechanics is still poorly understood.  With the goal of minimizing taper junction corrosion, 
there is a need to define target manufacturing tolerances based on the effect it has on the 
taper junction mechanical performance.  
The purpose of this study was to utilize parametric FE analysis in order to 
investigate the effect of manufacturing tolerance on stress and micromotion of modular 
TKR taper junctions.  In this study, the angular mismatch between the cone and bore taper 
angles represented manufacturing tolerance and was perturbed in 0.05o increments between 
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±0.25o by modeling different cone taper angles.  The effect of manufacturing tolerance on 
the taper junction mechanical environment was investigated under multiple material 
combinations and applied loads representing various activities of daily living.  The intent 
of the study was to provide insight to engineers as to what manufacturing tolerances should 
be targeted during taper junction design. 
 
 
Figure 3.1. Schematic of the FE taper junction model with applied loading orientations. 
 
Methods 
In this study, the taper junction FE model developed in Chapter 2 was applied to 
perform a parametric analysis on taper junction geometry, and in particular, angular 
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mismatch between the bore and cone taper angles.  The FE model implemented the 
elastoplastic material models defined in Chapter 2, and was validated against experimental 
data acquired through collaboration.  The effect of these geometric variations on stress and 
micromotion was analyzed under loading conditions representing various activities. 
Development of Taper Junction Finite Element Model 
The FE taper junction model developed in Chapter 2 was used to complete this 
study, and thus modeling details will only be discussed briefly here. The generalized bore-
cone taper junction model was initially created with a 5o angle for both tapers and a 0o 
angle mismatch between the bore and cone tapers representing a perfect fit (Figure 3.1). 
 
Table 3.1. Variation of the cone taper angle design parameter and angular mismatch. 
 
 
To account for the inherent manufacturing tolerances, the angle mismatch, defined 
as the bore angle minus the cone angle, was varied from 0o to ±0.25o at 0.05o increments 
by perturbing the angle of the cone taper located on the tibial baseplate (Table 3.1).  The 
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positive mismatch condition is defined as the bore taper angle being greater than the cone 
taper angle, and contrarily the negative mismatch condition is defined as the bore taper 
angle being smaller than the cone taper angle. In order to isolate the effects of the angle 
mismatch (i.e. manufacturing tolerance), all other geometric parameters remained constant. 
ABAQUS (v6.14, Dassault Systemes, Waltham, MA) was used to perform the 
deterministic finite element analysis (Figure 3.1). 
 





Material properties of cast CoCrMo (ASTM F75) were assigned to the cone taper 
and the bore taper was assigned material properties of either wrought Ti6Al4V (ASTM 
F136) or wrought/forged CoCrMo (ASTM F1537/F799).  Taper junction material 
combination will be specified as bore material-cone material.  From this point forward, 
CoCrMo material designation will represent cast CoCrMo when in application of the cone 
taper of the baseplate and wrought/forged CoCrMo when in application of the bore taper 
of the stem; the Ti6Al4V designation will be in representation of wrought Ti6Al4V.  An 
elastoplastic material model was developed for each material using experimental stress-
strain data [21-34] and a power law approximation as described in Chapter 2.  Optimization 
of the power law parameters to match the experimental data resulted in the parameters 
listed in Table 3.2 and stress-strain curves displayed in Figure 3.2.  All materials were 
assumed to behave isotropically. 
 
 
Figure 3.2. Engineering stress-strain curves implemented in the finite element analysis to 
model elastoplastic behavior for each represented material. 
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Contact was modeled using contact pairs with the cone taper assigned the master 
surface and the bore taper the slave surface, and enforced using the penalty method.  The 
coefficient of friction (COF) at the taper interface was defined as a function of the contact 
pressure using an exponential decay model [35] fit to experimental data [36] represented 
by 
Pdce−∞−+= )( 00 µµµµ  
where P is the contact pressure, μo is the coefficient of friction at zero contact pressure, μ∞ 
is the coefficient of friction at increasing contact pressure, and dc is the decay factor. The 
decay factor, dc, was optimized in order to match in vitro test data for Ti6Al4V-CoCrMo 
and CoCrMo-CoCrMo interfaces, respectively.  Both material pairs had μo=0.8 and μ∞ =0.3 




Figure 3.3. Fretting COF and normal stress relationship for each bore-cone material 
combination defined as part of the contact formulation in the finite element analysis. 
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Model Loading and Boundary Conditions 
A dynamic, implicit simulation was completed in two steps: (1) a compressive axial 
assembly load equivalent to surgical impaction force to seat the cone taper into the bore 
was applied and (2) a physiological activity loading profile composed of vertical 
compressive forces along with flexion-extension and internal-external moments.  Gait, stair 
descent, and chair rise/sit activities were each simulated individually. During the assembly 
step, a 4400 N assembly load, measured to be the average impaction force applied by 
orthopaedic surgeons in a study by Heiney et al., was applied [37].  Loading conditions for 
all activity cycles were defined from published telemetric data (Figure 3.4) [38]. The 
resultant compressive force (-Fz) was split 55% medial-45% lateral [39] and distributed in 
a circular pattern about 4 nodes in the respective regions on the superior surface of the 
tibial baseplate generating an abduction-adduction moment (My) in the frontal plane. 
Moment and force profiles assumed a 940 N body weight for each activity, and 
were applied to the corresponding axes via a reference node coupled to the superior surface 
of the baseplate as detailed in Chapter 2 [38].  The physiological loading step required two 
loading cycles for each activity in order to allow the taper junction to stabilize. Boundary 
conditions were representative of a worst-case scenario of distal stem fixation without 




Figure 3.4. Physiological loading cycles for gait, chair rise/sit and stair descent applied in 
the dynamic finite element simulation with respect to the corresponding axes.  HS =  heel 
strike; CHS = contralateral heel strike; CTO = contralateral toe off; CSC = contralateral 
stair contact. 
 
Validation of Taper Junction Finite Element Model 
Through collaboration with a previous study [17], the FE models were validated 
against experimental micromotion measured on two sets of bore-cone pairs, generating 4 
different angular mismatch combinations (Figure 3.5). The experimental testing 
implemented a 5000 N axial compressive load followed by a 0-5000 N ramp load at 45o 
off-axis.  The experimental taper junction was machined out of 6061 aluminum at 
approximately a 3:1 scale in order to meet micromotion measurement capabilities and to 
allow for accurate measurement of taper angles on the machined parts.  Experimental 
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micromotion of the isolated bore-cone taper junction was measured using two differential 
variable reluctance transducers (DVRTs) capable of 600 nm accuracies axially aligned 
across the taper interface.  Although the initial intent of the experimental setup was for 
modular THR application with varying center offsets, the largest center offset of 60 mm 
well represented the loading condition of the modular TKR taper junction being modeled 
in this study; hence, only micromotion data from this condition was used for validation.  
The experimental study resulted in micromotions at superior and inferior regions due to 
the inclination of the taper junction in THR which translated to the lateral and medial 
regions in TKR based on the orientation of the resultant moment acting on the taper 
junction.  Further details for the experimental setup can be found in the previously 
published study by Donaldson et al. [17].  Separate FE models were created to match the 
exact geometry of the four different experimental bore and cone taper parts and the 
experimental loading and boundary conditions resulting in four simulations.  
Experimentally measured and model predicted micromotions were compared for each 
bore-cone taper pair. 
 
 
Figure 3.5. Diagram of the experimental design demonstrating the variable parameters. 
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Experimental Design of Study 
A total of 66 simulations were run in order to analyze the effect of angular mismatch 
on the mechanics of the taper junction when the bore-cone material combination and 
activity simulated are varied (Figure 3.5).  Micromotion and von Mises stress were the 
mechanical parameters analyzed.  Micromotion was calculated as the magnitude of relative 
tangential motion in the two directions perpendicular to the surface normal of the contact 
elements at the location where bore-cone taper contact existed.  The micromotion reported 
represented the maximum magnitude calculated across the taper interface, and is not an 
accumulative value, but instead calculated relative to the end of the previous loading step. 





where Sij is the deviatoric stress tensor,  was chosen due to a triaxial stress environment 
within the taper junction as well as the general use of the von Mises yield criterion in stress 
analysis of isotropic ductile metals. 
The maximum von Mises stress was recorded for both the bore and cone tapers at 
the end of the assembly step, activity cycle 1, and activity cycle 2 when only nominal loads 
were being applied; thus, the reported stresses represent residual stresses.  A plastic strain 
magnitude, εpl, defined as 
ijijpl EE3
2
=ε   
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where Eij is the plastic strain tensor, was recorded to analyze the elastoplastic material 
behavior under different angular mismatches and activity cycles.  Finally, spearman’s rank 
correlation coefficient was used to analyze the correlation between parameters of interest 
and angular mismatch. 
Results 
Experimental and model predicted micromotions showed good agreement in trends 
and an average absolute difference of 25.5 μm (Figure 3.6).  The variation in micromotion 
could be attributed to the precision of machining and measuring the physical taper parts as 
the FE models were developed from nominal dimensions of the taper design specifications.  
Additionally, higher accuracy is expected for the true size models compared to the scaled 
up validation geometry. 
 
 
Figure 3.6. Validation analysis using experimental micromotion from four different bore-





Figure 3.7. Frontal section of modular TKR taper junctions displaying von Mises stress 
distribution under physiological loading of a gait cycle simulation for both Ti6Al4V-
CoCrMo and CoCrMo-CoCrMo bore-cone material combinations at +0.25o, 0o, and -
0.25o angle mismatch. Medial and lateral regions denoted by M and L, respectively. 
 
The parametric analysis of angular mismatch revealed distinct stress distributions 
for positive and negative angle mismatches regardless of bore-cone material combination 
or activity simulated.  A perfect fit resulted in a relatively uniform stress distribution while 
positive and negative mismatches lead to distal and proximal stress concentrations, 
respectively (Figure 3.7).  As the angle mismatch transitioned from a positive to a negative 
mismatch, the maximum stress shifted from the cone to the bore taper.  In further analyzing 
the stress environment of the taper junction, triaxial compression was experienced by the 
cone taper with the two principal stress components in the transverse plane corresponding 
to radial and tangential, or hoop, stress as the cone penetrates the bore taper during 
compressive loading.  The stress environment in the bore taper was similar to that of the 
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cone with the exception of a tensile hoop stress in response to the bore taper expanding 
outward to impede further penetration of the cone taper. 
 
 
Figure 3.8. Maximum stress in the bore and cone tapers plotted as the percentage of yield 
strength for the Ti6Al4V-CoCrMo and CoCrMo-CoCrMo material combination over the 
entire range of angle mismatches for gait, stair descent and chair rise/sit activities. 
 
Residual von Mises stress at the cone and bore tapers peaked at +0.25o and -0.25o 
of mismatch, respectively, but followed distinct trends as angle mismatch increased.  Stress 
in the bore taper was a minimum near 0o angle mismatch and increased as angle mismatch 
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increased regardless of mismatch direction.  Stress in the cone taper increased from -0.25o 
mismatch towards +0.25o until reaching approximately 100% yield stress at +0.10o (Figure 
3.8).  Beyond +0.10o, cone taper stress remained relatively constant with increasing 
positive mismatch up to +0.25o.  The stair descent activity generated higher stresses 
compared to the gait and chair rise/sit activities, but stress in the cone taper converged 
across the three activities as mismatch increased, especially for positive mismatch (Figure 
3.8). 
Post-yield stresses and plastic deformation only occurred in the cone taper under 
positive mismatch conditions.  For positive angle mismatches >0.10o, plastic strain was 
produced during assembly and was further increased under stair descent loading conditions 
only, with the exception of +0.25o angle mismatch which experienced increases in plastic 
strain during all activity loading cycles.  Positive mismatch conditions ≤0.10o only 
produced plastic strain after subsequent stair descent loading cycles. 
Overall, micromotion increased with increased angle mismatch, and exhibited less 
variation for gait and chair rise/sit simulations compared to stair descent.  The maximum 
micromotion experienced across all activities was 32.1 μm, and occurred at -0.25o 
mismatch under stair descent conditions for a Ti6Al4V-CoCrMo taper junction.  A 0o angle 
mismatch, the ideal condition, consistently resulted in the lowest settled micromotion 
across all simulations.  For the gait and chair rise/sit activities, micromotion ranged from 
0.2-8.9 μm for both cycles, and varied less than a 1.7 μm between the two activities across 
all angle mismatches (Figure 3.9).  The stair descent activity varied as much as a 28.1 μm 
between the first and second activity cycle (Figure 3.9), and calculated a range in 
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Figure 3.9. Maximum micromotion at the bore-cone taper interface for the first and 
second cycle of each activity simulated across all angle mismatches. 
 
Strong correlations were seen between angle mismatch and stress within the taper 
junction for both material combinations under all activity levels with stronger correlations 
for stress in the bore taper compared to the cone taper (Table 3.3).  In general, as the angle 
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mismatch became more negative or more positive the stress within the taper junction 
increased.  Correlations between angle mismatch and micromotion were not as strong, and 
were weaker for micromotion during cycle 2 relative to cycle 1. In most cases, an increase 
in mismatch in either the positive or negative direction led to a greater micromotion. 
Overall, material combination and physiological activities showed similar trends in 
correlations. 
 
Table 3.3 Spearman's rank correlation coefficients between angle mismatch direction and 
stress and angle mismatch and micromotion (denoted μm) for both material combinations 
under each activity loading conditions. 
 
 
Comparison of material combination predicted greater stresses in the CoCrMo-
CoCrMo combination and greater micromotion in Ti6Al4V-CoCrMo.  In negative 
mismatch conditions, the CoCrMo-CoCrMo taper junction generated up to a 37.7% 
increase in stress on the bore taper and 31.5% increase on the cone taper (Figure 3.10).  
The Ti6Al4V-CoCrMo and CoCrMo-CoCrMo taper junctions produced very similar stress 
results in the positive mismatch condition when the stress is concentrated on the cone taper.  
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This trend in differences in stress between the two material combinations was evident in 
all activities simulated.  Comparing micromotion, the Ti6Al4V-CoCrMo taper junction 
generated greater micromotions in comparison to CoCrMo-CoCrMo in all three mismatch 
conditions, and was more apparent under stair descent activity loading (Figure 3.11).  The 
greatest difference was a 58.1% increase at negative mismatch for stair descent. 
 
 
Figure 3.10. Comparison of bore and cone stress between Ti6Al4V-CoCrMo and 
CoCrMo-CoCrMo material combinations under different simulated activities and +0.25o, 
0o, and -0.25o.  Percent difference is presented above each comparison. 
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Figure 3.11. Comparison micromotion between Ti6Al4V-CoCrMo and CoCrMo-
CoCrMo material combinations under different simulated activities and +0.25o, 0o, and -
0.25o.  Percent difference is presented above each comparison. 
 
Discussion 
The parametric FE analysis of angular mismatch in modular TKR taper junctions 
found that an increase in mismatch generally resulted in higher stress and micromotion.  
However, micromotion exhibited less variation in angle mismatches near 0o and stress 
exhibited less variation at the mismatch approached ±0.25o.  This resulted in stronger 
correlations between angle mismatch and stress than angle mismatch and micromotion 
which agrees with a previous multivariate FE study [17].  Plastic deformation was only 
present in the cone taper, but for all positive mismatches.  Plastic strain was greatest for 
+0.25o corresponding with the convergence of stress in the cone taper between the different 
activities simulated.  Although the stair descent simulation produced the greatest stresses 
and micromotion, similar trends between these parameters and angle mismatch were 
observed regardless of loading activity or material combination. 
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 Stress distributions within the bore-cone taper junction were a direct result of the 
proximal and distal initial contact conditions set forth by a negative and positive angle 
mismatch, respectively.  Stress in the cone taper increased for positive mismatches and 
decreased for negative mismatches due in part to the bore taper providing less mechanical 
resistance proximally compared to distally because of less material support at its opening.  
Furthermore, as angle mismatch increased the interfacial contact area to distribute the 
applied load over decreased leading to the increasing stress magnitudes with increasing 
angle mismatch evident in the results.  These mechanics led to the strongest correlations 
between stress in the bore taper and negative angle mismatch and between stress in the 
cone taper and positive angle mismatch. 
The combination of a stress concentration and plastic behavior caused the stress in 
the cone taper to plateau and converge between the three activates simulated as positive 
angular mismatch increased.  In the positive mismatch condition, the leading edge of the 
cone taper contacts the bore taper forming a line of contact.  For smaller positive 
mismatches, the stress distributes away from the leading edge due to material deformation 
and the small gap between the bore and cone taper interface, but as the mismatch increases 
the contact area decreases and the stress concentrates at the leading edge.  Since the 
geometry of the leading edge was kept constant, eventually additional changes in angle 
mismatch did not significantly alter contact and caused the stress to plateau.  This is 
recognized as a worst-case scenario and would be mitigated with a machined fillet in 
reality.  The stress concentration also produced post-yield stresses leading to plastic 
behavior, specifically strain hardening.  As the plastic deformation produced during 
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assembly increased with increasing positive mismatch, it became increasingly difficult for 
subsequent loading to further yield behavior and alter the stress environment.  Essentially, 
the final stress environment became more influenced by the assembly step as the positive 
mismatch increased, and activity loading had a decreasing effect leading to cone taper 
stress to converge. 
Micromotion was also influenced by the taper fit.  As expected, the perfect taper fit 
led to the least amount of motion a result of complete interfacial contact between the bore 
and cone tapers (i.e. no initial gap separation).  Once the angle mismatch deviated from 
this ideal condition, a pivot point was developed at a specific corner of the taper junction 
generating a rocking motion about this point.  The pivot point was located at the proximal 
medial contact region and at the distal medial contact region for negative and positive 
mismatch conditions, respectively.  Higher micromotions were produced in the positive 
mismatch condition during gait and chair rise/sit simulations because of the larger moment 
arm from the pivot point to the medial compressive load generating a greater frontal plane 
moment.  The same trend was not seen in the stair descent simulations which could be 
attributed to the presence of plastic deformation locally increasing the contact area and 
consequently decreasing micromotion.  In general, increased mismatch led to a decreased 
contact area to resist the relative sliding motion.  Compared to reported micromotion in 
other modular orthopaedic devices, micromotions reported herein were within the ranges 
of some studies [14, 41, 42] while much less than reported in others [15, 43].  The decrease 
in micromotion in comparison to THR is not surprising given the offsetting moments 
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(medial and lateral compressive forces) present during TKR physiological loading 
compared to a concentrated load acting on the same moment arm in THR. 
The model predicted stress distributions agreed with retrieval analysis and in vitro 
corrosion behavior. The predicted stress distributions for the different angle mismatch 
conditions simulated agreed with corrosion patterns evident in taper junctions of retrieved 
modular TKR devices [19].  A similar correlation between FE predicted stress 
concentrations and regions of more severe corrosion in retrieved modular taper junctions 
was made in a study investigating potential failure modes for a specific modular THR 
design [44].  Additionally, the FE analysis in this study calculated stress magnitudes less 
than the material yield strength across the majority of the taper junction interface.  A recent 
in vitro study showed corrosion rates and pitting can peak at stresses 50-75% yield strength 
which was within the range reported in this study [45].  Despite completed in vitro testing 
providing insight on parameters that influence MAC mechanisms [13, 14, 46], further 
experiments linking corrosive behavior to micromotion and local stresses could 
supplement such computational analyses in order to define robust target ranges for 
manufacturing tolerances of taper junctions in modular TKR. 
The reported effects of angular mismatch on stress and micromotion are also 
consistent with the previous ASTM standard.  The ASTM Standard F-1636 for modular 
THR specified a maximum individual taper tolerance of ±0.1o with all nominal angle 
mismatches being positive.  Based on the results of the conducted study, this ±0.1o 
tolerance range would be suitable if the design intent was for a nominal perfect fit (0o) 
between the bore and cone tapers.  In this tolerance range, the study showed micromotion 
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to vary less than 3.4 microns for all activities and maximum stresses within the taper 
junction to be generally less than 50% of yield strength.  Taking into account the compound 
tolerance of the bore and cone tapers with the specified nominal angle mismatch, the angle 
mismatches of the taper junction pairs ranged from +0.48o to -0.20o in the ASTM standard.  
This study does not support the extreme angle mismatches listed when considering a non-
perfect nominal fit as these produced much higher micromotions and stresses in 
comparison to the perfect fit condition.  It should be noted that manufacturing tolerances 
are not limited to taper angle and also involve roundness and straightness of the conical 
tapers; however, these were outside the scope of this study and taper contours were 
modeled as perfectly straight and round. 
Conclusion 
In summary, the mechanical environment within taper junctions of modular TKR 
is influenced by manufacturing tolerance (i.e. angle mismatch between bore and cone 
tapers). Greater angular mismatch generated higher stresses and micromotions; however 
the direction of the mismatch dictated the extent of micromotion and the location of the 
stress concentration.  Overall, negative angular mismatches led to higher stresses on the 
bore taper and smaller micromotions in comparison to positive angular mismatches which 
led to higher stresses on the cone.  Correspondence between model stress distributions and 
magnitudes with corrosion patterns on retrieved taper junctions and in vitro corrosive 
behavior suggests that localized stresses play a crucial role in taper junction corrosion.  
Stronger correlations were found between angular mismatch and maximum stress 
compared to between angular mismatch and micromotion due to little variance in 
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micromotion seen within ±0.1o of mismatch.  This finding supports the ±0.1o maximum 
taper tolerance specified in the previous ASTM F-1636 Standard assuming a nominal 
perfect fit between bore and cone tapers. Further understanding of the role mechanical 
parameters such as stress and micromotion play in the incidence of taper junction corrosion 
would complement such computational analyses to help inform industry on target 
manufacturing tolerance ranges. 
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SENSITIVITY OF CALCULATED LIGAMENT TENSIONS TO INTRAOPERATIVE 
KNEE KINEMATICS: A FINITE ELEMENT COMPUTATIONAL STUDY 
 
Introduction 
During total knee replacement (TKR) procedures, intraoperative assessments of 
passive (non-weight bearing) range of motion (ROM) are routinely performed by the 
surgeon to assess ligament balance, providing them manual feedback about ligament 
tension. Given that inadequate ligament balance after TKR contributes to approximately 
25% of revisions within 2 years [1], it can be inferred that discrepancies in ligament tension 
go undetected during passive ROM in some patients.  Current determination of ligament 
tension intraoperatively is achieved by the “feel” of the surgeon and is highly subjective 
[2].  Attempts to quantify ligament tension intraoperatively during TKR have focused on 
global representations of tension in the soft-tissue envelope, but their findings have not 
been linked to postoperative outcomes [3-6]. Thus, adequate ligament tension is difficult 
to define and there is little evidence to guide.  
Due to the challenges of directly measuring ligament tensions in vivo in patients 
and in vitro in cadavers, computational modeling is a common approach to predict ligament 
tensions from experimentally measured joint kinematics or applied loads [7-10].  Recent 
advances in motion capture technology are making intraoperative kinematics more readily 
*Results and data provided in this chapter were submitted for publication in: 
Snethen K, Harman MK, Lutzner J, Yao H, Fitzpatrick C. Sensitivity of calculated 
ligament tensions to intraoperative knee kinematics: a FE computational study.  
Journal of Biomechanics. Manuscript submitted and in review, 2018. 
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available [11-13].  In a previous clinical study, intraoperative knee kinematics collected 
during passive ROM were indicative of TKR functional outcome at 2 years follow-up [14, 
15].  It is the premise of this study that such kinematics can be used as model inputs in a 
computational model to discriminate functional outcomes based on calculated ligament 
tensions during simulated passive ROM.  This is only a viable approach if model 
calculations are sensitive to clinically observed variations in passive kinematics.  
The purpose of this study was to determine the sensitivity of model calculated 
ligament tensions to variations in knee kinematics collected during passive ROM from 
TKR patients with good and poor functional outcomes.  The workflow for this study 
involved acquiring anatomical geometry from an open source dataset and developing an 
unimplanted knee finite element model which was then validated against cadaver testing 
(Figure 4.1).  This validated model served as the foundation for a subsequent TKR model 
simulating passive ROM using intraoperative kinematic data from the patient groups with 
good and poor functional outcomes.  The integration of an open source dataset that included 
specimen-specific ligament parameters provided an improved modeling approach for using 
a generalized knee model with patient-specific inputs.  Model sensitivity was quantified by 
comparing the calculated ligament tensions of the good function and poor function groups. 
Methods 
Completion of this study involved the development of two finite element (FE) 
models of the knee joint including an unimplanted natural knee model and a TKR knee 
model.  The unimplanted knee model was validated against published in vitro cadaver data, 
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and served as the foundation for the TKR knee model used to input in vivo kinematics to 
simulate passive ROM. 
Development of Passive Unimplanted Knee Finite Element Model 
The unimplanted knee model was developed in ABAQUS/EXPLICIT (Simulia, 
Providence, RI) [16, 17] from an open source dataset (SimTK.org) using specimen-specific 
3D anatomical geometry reconstructions of the proximal femur, proximal tibia, femoral 
cartilage, tibial cartilage, patella and patellar cartilage, ligament attachment sites, and 
tibiofemoral kinematic and load data collected during in vitro laxity testing (Figure 
4.1)[18]. The bony anatomy of the knee was meshed using HYPERMESH software (Altair, 
Troy, MI) with rigid triangular shell elements (R3D3) [16, 19] and cartilage with eight-
noded hexahedral elements (C3D8R) [19, 20].  Tibiofemoral cartilage contact was defined 
by a pressure-overclosure relationship [21]. 
 
 
Figure 4.1. Schematic of the modeling workflow starting with open source data of an 
unimplanted knee model to the development of an unimplanted knee FE model and 
finally the adaption to a TKR FE model. 
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Nine soft tissue structures were represented in the unimplanted knee model (Table 
4.1).  These structures were chosen based on previous anatomic studies identifying soft-
tissues critical to passive constraint of the knee joint [22-30].  The ACL was not included 
in the TKR model.  Each soft tissue structure was represented by bundles of point-to-point, 
tension-only, nonlinear spring elements [31-34].  Specimen-specific reference strains and 
linear stiffness parameters were adopted from a previous study in which these parameters 
were calibrated to minimize differences in model and experimental kinematics during 
laxity tests performed on the same open source knee specimen described above [18].   As 
shown in Table 4.1, the MCL was modeled as three separate springs representing the 
anterior (MCLa), middle (MCLm), and posterior (MCLp) portions of the superficial MCL 
in order to cover the large insertion area.  The PCL was also divided into the anterolateral 
PCL and posteromedial PCL each composed of two springs.  The POL was modeled with 
two springs, the PFL with three springs in series to replicate the interaction with the 
popliteus tendon and the remaining ligaments were each modeled with three springs 
between femur and tibia attachment sites.  In addition, the patellar tendon (PT) was 
represented with four spring elements exhibiting nonlinear force-displacement behavior in 
agreement with experimental tensile testing [35], and the quadriceps tendon (QT) as four 
connector elements with a distributed 40N tensile load applied  (compared to 1500-4000N 
range experienced during daily activities) in order to keep the QT taut during passive range 
of motion and allow the patella to track physiologically without inducing significant forces 
across the joint. 
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Table 4.1. List of ligaments represented in the FE model with the number of spring 
elements used and corresponding stiffness and reference strain parameters implemented 




Validation of Unimplanted Knee Finite Element Model 
The unimplanted knee model was validated against subject-specific laxity test. 
Local coordinate systems for the femur and tibia were established from digitized 
anatomical points provided in the open source dataset and defined within their respective 
rigid body reference frames.  A tibiofemoral three-cylindrical open-chain coordinate 
system [18, 36] linked these local coordinate systems.  The linkage was modeled with three 
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cylindrical connector elements representing the superior-inferior, anterior-posterior, and 
medial-lateral axes with the anterior-posterior axis as the floating axis [36].  Each 
cylindrical element provides translation along and rotation about the axis being 
represented.  This allows for axial forces and torques to be applied to the axes and for the 
calculation of relative translations and rotations of the tibia relative to the femur in all six 
degrees of freedom (DOF) during simulation.  Model validation was completed using 
published specimen-specific experimental kinematics measured during laxity tests 
imposing ±10 Nm varus-valgus (VV) torque, ±8 Nm internal-external (IE) torque, and ±50 
N anterior-posterior (AP) force applied individually at knee flexions of 0o, 15o, 30o, 45o, 
and 60o [18].  The torques and forces were applied to the connector element representing 
the respective axis in the kinematic linkage, and corresponding rotations and translations 
output were recorded. The root mean square errors (RMSE) between model kinematics and 
experimental kinematics were calculated at 1 Nm or 10 N increments for each laxity test 
at each flexion angle and averaged for each individual test. 
Development of TKR Knee Finite Element Model 
Following validation, the unimplanted knee model was virtually implanted in 
neutral alignment with the same cruciate-retaining mobile-bearing TKR system used in the 
supporting clinical studies in order to develop the TKR model (Figure 4.2) [14, 15].  
Neutral TKR component alignment was defined for the femoral component as 90o to the 
mechanical axis in the frontal and sagittal planes and parallel to the transepicondylar axis 
in the transverse plane, and for the tibial baseplate as 90o to the mechanical axis in the 
frontal plane, 5o posterior slope in the sagittal plane, and rotational alignment with the 
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medial third of the tibial tubercle in the transverse plane.  Furthermore, the femoral 
component and tibial baseplate translational alignments were adjusted to match the 
ligament tensions of the unimplanted knee model at full extension and 90o flexion, similar 
to ligament balancing techniques practiced clinically. 
 
 
Figure 4.2. Virtual model of implanted knee with femoral component (dark grey), tibial 
baseplate (light grey) and mobile bearing tibial insert (white). 
 
The femoral component and tibial baseplate geometries were meshed with rigid 
triangular shell elements and the tibial insert with eight-noded hexahedral elements using 
a previously verified mesh density with element lengths no greater than 0.9mm [16].  The 
tibial insert was assigned elastic material properties of UHMWPE (E=571 MPa, 
v=0.45)[16]. Contact between TKR components was defined using a penalty-based method 
with a weight factor and coefficient of friction of 0.04 [16, 17].  Following the same 
technique as the kinematic linkage described above, a three-cylindrical open chain 
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coordinate system [36] was modeled in order to link the local coordinate systems of the 
femoral component and tibial baseplate and to prescribe and record component relative 
motions for all six kinematic DOFs. 
 
 
Figure 4.3. Experimental test setup for constraint testing performed to generate torque-
rotation data to calibrated modeled mobile-bearing tibial insert behavior.  Calibration 
curve shown for 60o knee flexion. 
 
 In the TKR model, the physical interface between the mobile-bearing tibial insert 
and the tibial baseplate was modeled with a hinge connector element to represent the 
rotating platform behavior of the insert.  The modeled behavior of the connector was 
calibrated against experimental IE rotation constraint testing [37] performed on the same 
TKR system at 0o, 30o, 60o, and 90o of flexion.  A Polaris Vicra (NDI, Ontario, Canada) 
optical tracking system tracked the axial rotation of the mobile-bearing while a 
servohydraulic test system (Instron Corp. Norwood, MA) simultaneously applied a 712N 
compressive load and ±20o of axial IE rotation and output axial torque (Figure 4.3).  The 
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collected motion and torque data were synced in order to generate torque versus rotation 
curves at each flexion angle.  The experimental IE constraint tests were reproduced in a 
finite element simulation of the isolated TKR components at each flexion angle.  The 
damping and friction parameters of the connector behavior were calibrated resulting in an 
average RMSE between experimental and model torques of 0.17 Nm across all flexion 




Figure 4.4. Averaged kinematics (rotations and translations) of the tibial baseplate 
relative to the femoral component for TKR patients with good and poor  functional 




Definition of Clinical Dataset 
Tibiofemoral joint kinematic data for 67 TKR patients with cruciate-retaining, 
mobile-bearing components (Scorpio PCS, Stryker Orthopaedics) were obtained from 
single-plane fluoroscopic images acquired intraoperatively during passive ROM from 0°-
120° flexion [14, 38].  The kinematic data provided measurement of the relative translation 
and rotation of the tibial baseplate relative to the femoral component in all six DOFs.  The 
TKR patients were divided into two groups based on clinical evaluations performed over a 
two year follow-up interval using the Knee Society Score (KSS).  A Good Function group 
included patients with greater than a 20 point improvement in Knee Society function scores 
at the two year evaluation, and a Poor Function group included patients with less than a 20 
point improvement in Knee Society function scores at the two year evaluation. The Good 
Function group included 60 TKR patients and the Poor Function group included 7 TKR 
patients. 
Model Loading and Boundary Conditions 
In the current study, TKR kinematics served as model inputs.  TKR kinematics for 
each kinematic DOF with respect to flexion angle were averaged for each patient group 
(Figure 4.4).  It should be noted that the average kinematic profiles for the Good Function 
group and Poor Function group were nearly identical in all kinematic DOFs with the 
exception of IE rotation which demonstrated statistically significant differences and was 
determined to be indicative of functional outcomes in the supporting clinical study [14].  
Thus, all kinematic profiles were kept the same between the Good Function and Poor 
Function groups except for IE rotation in order to isolate the sensitivity of the model to this 
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specific kinematic DOF.  During model simulations, varus-valgus rotation was 
unconstrained in order to promote stable medial-lateral contact between the femoral 
component and tibial insert throughout the range of flexion, and a compressive 200N load 
was applied to the superior-inferior DOF. 
Experimental Design of Study 
The TKR model was run to complete two simulations of passive ROM.  One 
simulation represented the Good Function group and the other simulation represented the 
Poor Function group. Simulations of Good Function and Poor Function were completed 
with the TKR components in neutral alignment and model inputs consisting of average 
kinematics measured during intraoperative passive ROM for each respective group.  Model 
sensitivity was defined as the absolute percent difference in calculated ligament tension 
between the Good Function and Poor Function simulations for each ligament modeled from 
0o-70o flexion.  Percent difference calculations were not performed when tensions for a 
given ligament were <10N in either simulation to prevent artificially high percent 
difference calculations. 
Results 
The unimplanted knee model was validated against specimen-specific experimental 
laxity test.  The average RMSE was less than 5.1 deg during IE rotations, less than 2.4 deg 
during VV rotations, and less than 2.3 mm during AP translation (Table 4.2).  In general, 
errors in AP translation and VV rotation were smaller at lower flexion angles, and errors 
in IE rotation were smaller at higher flexion angles. The errors did not increase or decreases 
appreciably across the different flexion angles simulated for the VV, IE, or AP tests.  
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Torque-rotation and force-displacement profiles between the experiments and model 
simulations showed good agreement in trends (Figure 4.5). 
 
 
Table 4.2. RMSEs (mean ±stdev) between experimental and model-predicted kinematics 
for the unimplanted knee model at each flexion angle and each DOF along with the range 








There were notable differences in the calculated ligament tension profiles between 
the Good Function and Poor Function simulations. The Poor Function simulation generally 
resulted in higher ligament tension in lateral structures while the Good Function simulation 
resulted in higher ligament tension in the medial structures (Figure 4.6).  Ligament tensions 
in the MCL, DMCL, and POL were higher in the Good Function TKR group.  Ligament 
tension in the PFL was higher in the Poor Function TKR group. 
 
 
Figure 4.5. Experimental and model-predicted force-displacement and torque-rotation 
curves for AP, VV, and IE laxity tests at 45 deg flexion. Positive torque or force and 
positive rotation or displacement correspond with valgus, external and anterior. 
 
The trend in medial and lateral ligament tensions can be attributed to the positive 
tibial external rotation exhibited by the Poor Function TKR group during the passive ROM 
(Figure 4.4).  Correspondingly, initial engagement of the ligaments were offset by 
approximately 10o flexion when comparing the two simulations with the DMCL and POL 
engaging earlier in flexion in the Good Function simulation and the PFL engaging earlier 
in flexion in the Poor Function simulation (Figure 4.6).  The MCLm, MCLp, ALS and LCL 
were not tense during the 0o-70o flexion range analyzed. 
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Figure 4.6. Individual ligament tension versus flexion angle during simulated passive 
ROM for both Good Function and Poor Function simulations under neutral TKR 
component alignment conditions. 
 
The sensitivity of calculated ligament tensions to variation in kinematics between 
TKR patient groups with good and poor function varied across all the ligaments and the 
knee flexion range, but exhibited the greatest sensitivity to ligaments identified as primary 
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restraints to IE rotation and during mid-flexion. The average percent differences in 
calculated ligament tensions between the Good Function and Poor Function simulations 
ranged from 4% to 367% over the passive ROM (Table 4.3).  The POL and PFL were the 
primary soft tissue restraints to IE rotation [39] exhibiting the greatest sensitivity with 
average percent differences of 55% and 367%, respectively. The MCL, also a primary soft 
tissue restraint, exhibited less sensitivity with average percent differences below 17%.  The 
DMCL and PCL were the secondary soft tissue restraints exhibiting sensitivity with 
average percent differences of 32% and 25%, respectively. The maximum percent 
difference calculations followed similar trends, but notably the maximum sensitivity for 
each ligament occurred during the mid-flexion range of 30o-70o. 
 
Table 4.3. Absolute % Difference calculations between Good Function and Poor 







This study used a TKR FE model to calculate ligament tensions during simulated 
intraoperative passive ROM for patient groups with good and poor functional outcomes.  
The TKR FE model was developed from an open source dataset and input in vivo kinematic 
data.  The calculated ligament tensions demonstrated increased sensitivity to kinematic 
profiles indicative of good and poor function in the mid-flexion range where deviations in 
kinematics between the two groups were the greatest.  The increased sensitivity in the 
flexion range clinically relevant to functional outcome demonstrates the ability of this 
modeling approach to discriminate patient outcomes based on output ligament tension.  The 
inclusion of open source data in model development emphasizes this point in the context 
of a generalized knee model, a common modeling approach when simulating in vivo 
conditions.  
The sensitivity of calculated ligament tensions varied in magnitude across the 
ligaments included in the model.  However, the greatest sensitivity exhibited by all the 
ligaments occurred in the mid-flexion range of 30o-70o.  This increased ligament tension 
sensitivity during mid-flexion agrees with the flexion range where statistically significant 
differences in IE rotation between the two patient groups occurred [38], and captures the 
mid-flexion instability noted clinically in the poor outcome TKR patients [14]. The 
literature lacks computational models that link model outputs to clinical outcomes; 
however, the unique kinematic dataset used in this study allowed model calculated 
ligament tension profiles to link with clinical outcomes. 
 89 
 Furthermore, since IE rotation between the two simulations was the only 
distinguishing factor, differences in ligament tension were attributed to the external tibia 
rotation exhibited by the Poor Function group and internal rotation exhibited by the Good 
Function group.   This resulted in greater tension in the medial ligaments for the Good 
Function simulation and higher tension in the lateral ligaments for the Poor Function 
simulation.  These trends in ligament tension are supported by cadaver laxity tests that have 
identified medial ligaments as primary restraints to internal rotation and lateral ligaments 
as primary restraints to external rotation [39].  Specifically, the MCL is a major resistor to 
internal rotational and to a lesser extent external rotation [25], the POL resists internal 
rotation [18], and the PFL resists external rotation [28, 40]. 
The behavior of the ligaments during the simulations agrees with experimental 
studies on cadaver limbs and other computational work.  During the simulated passive 
ROM, some lateral soft tissue structures including the LCL and ALS remained lax during 
the mid-flexion range, and thus were not able to be included in the sensitivity analysis.  
This finding is supported by computational and experimental studies reporting a decreased 
role of the LCL to knee stability during flexion [18, 39, 41] and lack of engagement of the 
ALS until mid-flexion [18].  In contrast, the PFL maintains tension throughout flexion [42].  
The tibial external rotation that occurred with the Poor Function simulation caused the PFL 
to engage earlier in flexion, but this was not captured in the percent difference calculations 
since PFL tension was still zero in the Good Function simulation.  Additionally, the 
posterior capsule became lax as the knee flexed for both simulations which agrees with 
experimental observations [39]. 
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The different magnitudes in ligament tensions measured for the Good Function and 
Poor Function simulations (Table 4.3) were within relevant ranges shown to alter TKR 
range of motion and contact mechanics. Quantification of ligament tension during TKR 
assessments have been limited to measurement of joint gaps [3, 4] and joint distraction 
forces [5, 6] which only provide a measure of global tension in the knee soft-tissues and 
have not been strongly correlated with postoperative outcomes [4-6].   Computational 
models can provide further detail on the individual role of ligaments during TKR 
assessments.  Using patient-specific FE models, Oh, et al. simulated ligament balancing by 
reducing the MCL cross sectional area by 10-20% to effectively decrease ligament tension 
and correct uneven medial-lateral contact force distributions [43].  Steinbruck, et al. 
utilized a FE model to simulate PCL balancing by quantifying the effect of decreasing 
ligament stiffness by 50-75% had on range of motion and stress on the tibial insert during 
squat activity [44].   Given that ligament tension, ligament cross sectional area and ligament 
stiffness are directly proportional, these computational studies support that the percent 
changes reported herein for ligament tension are within relevant ranges shown to alter TKR 
performance during simulated ligament balancing. Additionally, tibiofemoral force has 
been measured in vitro during passive flexion and shown percent changes ranging from 
30-150% for different insert thicknesses [45] further supporting the magnitudes of percent 
changes reported in this study despite being an indirect measurement of ligament tension. 
The simulations in this study were kinematically-driven to make use of joint 
kinematics measured in vivo, which have been widely used for evaluating function in a 
variety of TKR designs [38, 46-55].  The VV rotation DOF was left unconstrained to allow 
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for stable medial-lateral contact between the femoral component and tibial insert 
throughout the simulated ROM as this would be difficult to achieve with all kinematic 
DOFs in motion-control due to the inherent error present in kinematic measurements. The 
VV DOF selected because it was not a distinguishing kinematic parameter for the two 
patient groups and previous studies have shown tibiofemoral contact is highly sensitive to 
kinematic measurement error in the VV DOF when under motion-control [56]. 
Furthermore, it should be noted that even if in vivo loads were available, it is difficult to 
accurately estimate kinematics in load-driven simulations without patient-specific ligament 
parameters and attachment sites [57].  In other words, a kinematically-driven model does 
not rely on the passive constraint of the soft tissues to drive joint motion as would a load-
driven simulation of passive ROM.  Thus, prescribing in vivo kinematics as inputs to 
simulate passive ROM provides a more robust approach for comparing between patients 
when patient-specific ligament details are unavailable. 
The FE knee model includes several notable simplifications.  Soft tissue structures 
were represented with one dimensional spring elements and did not include surface 
interaction between ligaments and the surrounding anatomy.  This simplified 
representation provided computational efficiency and has shown to be suitable for 
simulating knee kinematics and acceptable for providing appropriate constraint [31, 34].  
Furthermore, this representation was appropriate given the parameter of interest in this 
study was ligament tension and not internal ligament stresses.  Similarly, the bone anatomy 
and implant components were modeled as rigid bodies to aid computational efficiency and 
was justified since deformation of these geometries were negligible. 
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A limitation to the FE knee model is that model validation was only completed 
between full knee extension and 60o flexion which matched the range of flexion used in 
the published specimen-specific experimental test data and associated ligament parameter 
calibrations [18].  Validation up to 60o flexion was appropriate for the scope of this study 
since the mid-flexion range demonstrated the greatest discrepancies in passive kinematics 
between the two patient groups and it captures the mid-flexion instability noted clinically 
in the poor function TKR patients [14]. 
The findings of this study should be interpreted in the context of neutral TKR 
component alignment used in both simulations in order to isolate ligament tension 
sensitivity to kinematic differences between the two patient groups.  Previous 
computational studies have shown TKR component alignment affect ligament tensions in 
knee models [8-10, 32].  Future work will consider patient-specific TKR component 
alignments as well as the sensitivity of ligament tension to component alignment. 
 This study used open source models combined with in vivo kinematics as a 
powerful computational approach for estimating ligament tension profiles in different TKR 
patient populations.  This approach recognizes that patient-specific anatomy and ligament 
parameters are commonly unknown in clinical datasets.  The availability of specimen-
specific calibrated ligament properties combined with experimental laxity test data from 
an unimplanted cadaver specimen allowed for a one-to-one model validation of the 
unimplanted knee model.  Alternatively, many studies using patient data for model inputs 
define generalized ligament parameters based on published data not specific to the patients 
being simulated [7, 57-59].  The combination of specimen-specific ligament parameters 
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and in vitro cadaver testing from the open source dataset used in this study provided a more 
robust generalized knee model than used previously. 
 A potential application for the developed TKR model is to utilize existing 
intraoperative kinematic data to prescribe simulations and calculate ligament tensions to 
better inform surgeons of adequate ligament tensions during TKR.  This application is 
enabled by clinical adoption of computer navigated surgery during TKA and development 
of novel intraoperative technologies for measuring intraoperative kinematics [11-14, 60].  
However, very few studies have linked such kinematics to functional outcomes [14, 38] 
and it is unclear what surgeons should do to correct abnormalities in intraoperative 
kinematics [59].  A study by Mihalko et al. determined it was feasible to use in vivo 
kinematics measured from an intraoperative navigation system during TKR surgery and 
computational modeling to determine optimal TKR rotational alignments, and proposed 
the potential for providing personalized implant positioning for each patient [61].  This 
application is hindered by the lack of a clinically defined sensitivity threshold for ligament 
tension.  In the current study, it is likely the model calculated ligament tension profiles 
were within clinically undetectable ranges.  Integration of such data with intraoperative 
sensing technology could help surgeons address knee instability by providing enhanced 
sensitivity and the ability to detect subclinical abnormalities not detected solely by the 
surgeon [2, 62]. 
Conclusion 
 In summary, a FE model of the implanted knee was developed from validated 
specimen-specific open source data of an unimplanted knee and used to calculate ligament 
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tensions while simulating intraoperative kinematics during passive ROM.  Model 
calculated ligament tensions were sensitive to variations in passive TKR kinematics and 
enabled discrimination of TKR patients groups with good and poor functional outcomes.  
Model behavior agreed with experimental cadaver tests and captured the mid-flexion 
instability noted clinically in the poor outcome TKR patients.  The FE model was validated 
using calibrated ligament parameters and experimental data specific to a cadaveric 
specimen demonstrating the potential to utilize in vivo kinematics collected 
intraoperatively without knowledge of patient-specific anatomy or ligament properties.  
Application of this validated model could immediately impact surgical planning for 
revision TKR to correct ligament balance in the event of poor TKR function in the early 
follow-up interval, and has potential to inform technology innovation for more meaningful 
use of existing surgical tools for intra-operative sensing of soft tissue tension and knee 
motions during primary TKR. 
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CHAPTER FIVE* 
KNEE LIGAMENT TENSION DURING INTRAOPERATIVE PASSIVE RANGE OF 
MOTION DISCRIMINATES FUNCTIONAL OUTCOMES IN PATIENT-SPECIFIC 
FINITE ELEMENT MODELS 
 
Introduction 
Component malalignment and inadequate soft tissue balance after total knee 
replacement (TKR) contribute to approximately 50% of revisions within 5 years [1-3], and 
are recognized as preventable causes for revision at the time of operation [2, 4].  During 
TKR, intraoperative assessments of passive (non-weight bearing) range of motion (ROM) 
are routinely performed by the surgeon to assess knee stability and determine if proper 
TKR component alignment and soft tissue balance have been achieved [5, 6].  Previous 
studies demonstrated that mid-flexion kinematics during intraoperative passive ROM are 
significantly altered by component malalignment and predictive of poor functional outcomes 
at the two-year follow-up interval [7, 8].  However, intraoperative assessments of passive ROM 
do not generate quantitative feedback about ligament tension and studies linking passive ROM 
kinematics to TKR functional outcomes are rare.  There is a need to establish quantitative 
relationships between ligament tension during passive ROM and clinical outcome. 
*Results and data provided in this chapter were submitted for publication in: 
Snethen K, Harman MK, Lutzner J, Yao H, Fitzpatrick C. Knee ligament tension 
during intraoperative passive ROM discriminates functional outcomes in patient 
specific FE models.  Journal of Orthopaedic Research. Manuscript submitted and in 
review, 2018. 
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Computational modeling provides an approach to utilize kinematic data in order to 
calculate ligament tensions while simulating passive ROM.  Cadaveric studies investigating 
the mechanical function of ligaments in vitro have either been limited to individual superficial 
soft tissues [9-11], or only provided global representation of the soft-tissue envelope as a whole 
[12-15].  Computational modeling can calculate individual ligament tension profiles for the 
numerous complex structures and discern the individual contribution each has to knee stability.  
Previous computational studies have quantified the effect of TKR component alignment on 
ligament tension, but have focused on weight-bearing activity and were not linked with 
functional outcome [16-18].  Accurate measurements of knee kinematics during intraoperative 
passive ROM combined with a computational modeling approach provides an opportunity to 
calculate ligament tensions while simulating passive ROM and inform TKR surgical 
assessments.  
The objective of the current study was to determine ligament tension patterns that 
discriminate in vivo clinical outcomes in two TKR patient populations.  It was hypothesized 
that ligament tension patterns predicted from patient-specific simulations would be 
significantly different for TKR patients with good functional outcomes versus poor 
functional outcomes.  This study uses the TKR FE model adapted from a validated open 
source knee model in Chapter 4.  The TKR FE model inputs patient-specific kinematic data 
to simulate intraoperative passive ROM for each TKR patient and outputs tension patterns 





Description of Clinical Dataset 
Two groups of TKR patients were identified using inclusion/exclusion criteria based 
on clinical outcomes (Knee society function scores or KSS) and TKR alignment (i.e. 
anatomic alignment and rotational mismatch) from a clinical dataset of 69 TKR patients 
implanted with cruciate-retaining, mobile-bearing components (Scorpio PCS, Stryker 
Orthopaedics) [8].  A Nominal Group included patients with improved knee function, 
defined as greater than a 20 point increase in KSS at the two-year evaluation, and rotational 
mismatch, defined as the angular divergence between the femoral and tibial components in 
the transverse plane, within ±5o (Table 5.1).  An Outlier Group included patients with no 
improvement in knee function, defined as less than a 20 point increase in KSS, and rotational 
mismatch exceeding ±10o (Table 5.1).  Additionally, the use of a generalized knee model to 
represent the unknown bone geometries and ligaments of the TKR patients required TKR 
component sizes to match the predefined bone dimensions.  Available TKR patients meeting 
inclusion criteria resulted in a sample size of five patients for the Nominal Group and four 
patients for the Outlier Group (Table 5.1) 
Tibiofemoral joint kinematic data from the nine TKR patients were previously 
obtained from single-plane fluoroscopic images acquired intraoperatively during passive 
ROM from 0°-120° flexion [7, 8].  The kinematic data provided measurement of the relative 
translation and rotation of the tibial baseplate relative to the femoral component in all six 
degrees of freedom (DOF) (Figure 5.1).  In addition, TKR component alignment for each 
patient was obtained from long-leg radiographic and computed tomography (CT) images 
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captured within a week of the arthroplasty [8, 19] (Table 5.1).  TKR component alignment 
was specified as both an anatomic rotational alignment, defined as the component rotational 
alignments relative to bone anatomic landmarks in the coronal, sagittal, and transverse 
planes, and rotational mismatch alignment, defined as the angular divergence between the 
femoral and tibial components in the transverse plane.  
 
Table 5.1. Demographics and implant sizing for Outlier and Nominal patients chosen for 
patient-specific simulations.  All Outlier patients exhibited no improvement in knee 




Adaption of Finite Element TKR Model 
The FE TKR model developed in Chapter 4, and implanted with the same cruciate-
retaining, mobile-bearing TKR system as the TKR patients was used to complete patient-
specific simulations of passive ROM.  The FE TKR model was developed from an open-source 
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dataset of a generalized knee model, and the model behavior was validated against in vitro 
specimen-specific laxity test data. The FE TKR model consisted of femoral and tibia bones, 
TKR implant components, and eight ligaments and soft tissue structures.  Bone anatomy and 
TKR components were represented by rigid bodies with the exception of a deformable 
UHMWPE tibial insert.  Soft-tissue structures in the TKR knee model included the 
Anterolateral Structure (ALS), Posterior Capsule (PC), Lateral Collateral Ligament (LCL), 
Posterior Cruciate Ligament (PCL), superficial Medial Collateral Ligament (MCL), Deep 
Medial Collateral Ligament (DMCL), Popliteofibular Ligament (PFL), and Posterior Oblique 
Ligament (POL).  Ligaments were represented by bundles of point-to-point, tension-only, 
nonlinear spring elements [20-22] with specimen-specific reference strains and linear stiffness 
parameters adopted from a previous study [23].  Additionally, the patellar tendon (PT) was 
represented by nonlinear springs and a 40N tensile load applied to the quadriceps tendon (QT) 
in order to allow the patella tor track physiologically during the passive ROM.  
Model Loading and Boundary Conditions 
The FE TKR model was developed for utilizing TKR kinematics and TKR component 
alignments as patient-specific inputs.  Kinematics were prescribed using a three-cylindrical 
open chain coordinate system (Figure 5.2) [24] which linked the local coordinate systems of 
the femoral component and tibial baseplate and provided six DOFs. Additional linkages 
between each TKR component and the respective bone geometry were modeled to prescribe 
patient-specific component alignments in sagittal, transverse and coronal planes. Patient-
specific passive ROM was simulated by prescribing the measured kinematics from the 
corresponding patient to the modeled open chain coordinate system in all DOFs except for 
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superior-inferior translation and varus-valgus rotation.  A 200N compressive load was applied 
in the superior-inferior DOF and varus-valgus rotation was left unconstrained. 
 
 
Figure 5.1. Tibial internal-external rotation measured during passive ROM for five 
Nominal Group patients (solid lines) and four Outlier Group patients (dashed lines).  
Passive kinematic profiles including internal-external rotation were prescribed as model 
inputs. 
 
Model Sensitivity Study 
Sensitivity of model calculated ligament tensions to measurement error in model inputs 
were systematically evaluated.  Model inputs included joint kinematics and TKR component 
alignments which each exhibit inherent measurement error.  Measurement error in single plane 
fluoroscopy and shape matching technique used to measure the in vivo joint kinematics was 
previously quantified as 0.3o for rotations and 1.0mm for translations [7].  Measurement error 
in femoral component rotational alignment was defined as 0.1o for each DOF, and in tibial 
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baseplate  alignment as 0.3o for VV and FE DOFs and 0.1o and 0.6o for external and internal 
rotation, respectively [25-26].  Analysis of ligament tension sensitivity to kinematic 
measurement error involved individually simulating each variation in IE, ML, and AP 
kinematic DOFs in both the positive and negative orientations and required six simulations.  
Additionally, analysis of ligament tension sensitivity to measurement error in component 
rotational alignment involved individually simulating each variation in component alignment 
and required 12 simulations.  Differences in ligament tension at every 10o flexion was 
calculated for each simulation with respect to the nominal simulation. 
 
 
Figure 5.2. Schematic of the three-cylindrical open chain coordinate system which linked 
the local coordinate systems of the femoral component and tibial baseplate in order to 
prescribe six DOFs knee kinematics including varus-valgus, internal-external, and flexion-




Figure 5.3. Schematic of the experimental design.  Patient-specific kinematics and 
component alignments [21, 32] served as model inputs to the FE TKR model to calculate 
ligament tensions during simulated passive ROM of five Nominal Group and four Outlier 
Group patients. 
 
Experimental Design of Study 
The FE TKR model simulated passive ROM using data from each of the five Nominal 
Group patients and four Outlier Group patients resulting in a total of nine simulations.  Model 
inputs for each simulation included patient-specific TKR component alignment and 
tibiofemoral kinematics (Figure 5.3).  The model output ligament tension patterns over the 
passive ROM, consisting of the tension magnitudes for each flexion angle, were compared 
between the Nominal and Outlier Groups.  For both the Nominal and Outlier groups, an 
average tension versus flexion angle curve was generated for each ligament by averaging the 
calculated tension at every 10o flexion from 0o-70o for all five simulations in the Nominal 
Group and all four simulations in the Outlier Group.  A two-factor repeated measures analysis 
of variance (ANOVA) was performed in Minitab (Minitab Inc., State College, PA) to 
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determine if clinical outcome (patient grouping of Nominal or Outlier) and knee flexion angle 
were significant factors affecting the ligament tension patterns.  Tukey’s post-hoc pairwise 
comparisons were performed to compare the ligament tensions of the Nominal and Outlier 
groups at individual flexion angles.  The level of significance was set at p ≤ 0.05. 
Results 
The model calculated ligament tension was sensitive to inherent measurement error 
in prescribed kinematics and component alignment (Table 5.2).  Model ligament tensions 
were the least sensitive to kinematic measurement error in IE rotation with an average 
percent change of 2% between the nominal and perturbed kinematic conditions.  Model 
ligament tensions were more sensitive to kinematic measurement errors in AP and ML 
translation, with an average percent change of 26% and 16% between the nominal and 
perturbed kinematic conditions, respectively.  Sensitivity to kinematics varied across the 
ligaments with the PFL, PCL and MCLm exhibiting the greatest sensitivities for IE 
rotation, AP translation, and ML translation, respectively.  For measurement error in 
component rotational alignments, model ligament tensions demonstrated the greatest 
sensitivity to varus-valgus alignment but did not exceed 5% when averaged across all 
ligaments from 0o-70o flexion (Table 5.3).  Sensitivity to component alignment also varied 
across the ligaments and flexion angles. 
Based on the ligament tension patterns calculated during passive ROM, it was 
possible to differentiate the two functional outcomes groups (Figure 5.4, Figure 5.5).  For 
the Nominal Group, the MCL was the only ligament to maintain tension throughout the 
passive ROM, whereas other medial structures (DMCL and POL) tensed from mid-flexion 
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to full flexion.  The PFL was the only lateral structure to tense beyond full extension, while 
the ALS, LCL, and PCAP became lax in early flexion.  The average ligament tension 
patterns for the Outlier group matched trends of the Nominal group with the exception of 
the LCL which maintained tension throughout the passive flexion range. As expected, the 
PCL became more tense with knee flexion for both the Nominal and Outlier Groups, with 
similar tension patterns over the passive ROM. 
 
Table 5.2. Sensitivity of model calculated ligament tensions to measurement error in 
kinematic inputs during simulated passive ROM.  Averaged and maximum percent 
change in output ligament tension to measurement errors in kinematic inputs. 
 
 
Averaged ligament tension patterns were significantly higher for medial ligaments 
in the Nominal Group and significantly higher for lateral ligaments in the Outlier Group 
over the simulated passive ROM (Figure 5.5).  This corresponded with initial engagement 
of the medial and lateral ligaments occurring at different flexion angles in each respective 
functional group.  Most notably for the medial ligaments, the POL was recruited earlier in 
flexion and the PFL was recruited later in flexion for the Nominal Group compared to the 
Outlier Group.  For the lateral ligaments, the PFL and ALS demonstrated significantly 
higher tension during mid-flexion (40o-70o) for the Outlier Group compared to the Nominal 
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Group (Figure 5.5).  The LCL also demonstrated notable differences between the 
functional groups, especially beyond 20o flexion when the LCL becomes lax in the 
Nominal Group but remains tense in the Outlier Group; however, these were not 
statistically significant. 
 
Table 5.3. Sensitivity of model calculated ligaments tensions to measurement error in 
TKR component alignments during simulated passive ROM.  Averaged and maximum 






Figure 5.4. Averaged ligament tension patterns for the Nominal Patient Group (left) and 
Outlier Patient Group (right) during passive ROM.  Ligament tensions were averaged for 
each ligament from patient-specific simulations of five Nominal and four Outlier patients. 
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Figure 5.5. Comparison between average ligament tension patterns for the Nominal and 




Using this validated FE TKR model and patient-specific component alignment and 
kinematic inputs, it was possible to discriminate functional outcomes in TKR patients 
based on the calculated ligament tensions during simulated passive ROM.  The medial and 
lateral ligaments demonstrated distinct tension patterns as a result of differences in knee 
kinematics, which were previously shown to be indicative of functional outcomes at the 
two-year follow-up interval [8].  These results support the hypothesis that ligament tension 
patterns calculated during the patient-specific simulations were significantly different for 
TKR patients with good and poor functional outcomes. 
The ligament tension patterns calculated for the Nominal and Outlier Groups were 
consistent with distinctions in the patient-specific model inputs.  Knee kinematics and 
component rotational alignments prescribed as model inputs both exhibited distinctions in 
the IE rotational DOF.  For knee kinematics, the Nominal Group exhibited tibial internal 
rotation during passive ROM and the Outlier Group exhibited tibial external rotation while 
all other kinematic DOFs showed nearly identical trends and magnitudes.  Furthermore, 
the Outlier Group all exceeded 10o positive rotational mismatch alignments (tibial 
component externally rotated relative to the femoral component), whereas the Nominal 
Group were within ±5o of rotational mismatch.  Both of these conditions contribute to 
having a more externally rotated tibia relative to the femur in the Outlier Group compared 
to the Nominal Group. The trends in ligament tension patterns in the current study are 
supported by cadaveric laxity tests that have established the counteracting restraint the 
medial and lateral soft tissues provide to internal and external rotation, respectively [27].  
 117 
Specifically, the medial ligaments resist tibial internal rotation and the lateral ligaments 
resist tibial external rotation which corresponds with the higher lateral ligament tensions 
in the Outlier Group and higher medial ligament tensions in the Nominal Group.   
The intent of this study was to identify the ligaments exhibiting significant 
differences in tension between patients with good and poor functional outcomes in order 
to elucidate mechanisms contributing to poor function.  Analysis of the calculated ligament 
tensions revealed significant differences in tensions for the DMCL, POL, PFL and ALS 
between the Nominal and Outlier Groups (Figure 5.5).  Previous cadaveric studies have 
identified these ligaments as contributors to passive knee constraint during flexion [28-31].  
In particular, the ligaments in the posteromedial corner (PFL and POL) are major 
stabilizers of the knee over the 0-90o flexion range [28, 29].  The DMCL also contributes 
to passive restraint from 15-90o flexion [30].  Similarly, cadaveric tests suggest the ALS 
provides constraint in the 30-90o flexion range whereas the LCL only contributes at full 
extension [31]. 
Computational modeling has been used previously to simulate ligament balance in 
TKR, but with notable limitations.  Steinbruck, et al. demonstrated PCL stiffness altered 
knee kinematics after TKR [32], and Zelle, et al. determined PCL behavior in TKR is 
sensitive to small variations in PCL mechanical and anatomic properties during simulated 
squat [33].  In the current study, insignificant differences were calculated in PCL tension 
between the Nominal and Outlier Groups.  This was expected given that factors known to 
affect PCL tension where either identical or similar across all simulations including PCL 
mechanical properties, AP translation, and tibial component slope, and that the PCL is not 
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recognized as contributor to IE rotation constraint [27].  The effect of ligament release of 
the MCL and LCL on medial-lateral contact force imbalance was investigated by Oh, et al. 
through patient-specific FE TKR simulations of weight-bearing stance [34].  These studies 
support a computational approach for simulating ligament balance, but with notable 
limitations including representation of only the PCL, MCL, and LCL soft tissues, 
simulation under weight-bearing conditions, and no link to functional outcome.  Although 
the PCL, MCL, and LCL are the most clinically relevant tissues to ligament balance during 
TKR, additional soft tissue structures contribute to knee constraint, especially during the 
passive loading conditions that exist intraoperatively [27].  The current study addresses 
these limitations by representing additional soft tissues critical to knee constraint and 
simulating passive ROM linked to functional outcome. 
Analyzing intraoperative ligament tension through computational simulation 
provides an unrestricted approach compared to the limitations in assessing ligament tension 
during TKR surgery.  Current standard techniques for intraoperative ligament manipulation 
focus on the medial and lateral collateral ligaments [35].  Discerning tensions in soft tissue 
structures embedded beneath the collaterals from manual feedback alone presents a great 
challenge, and even in vivo studies quantifying ligament balance during TKR only provide 
a global representation of medial and lateral ligament tension [12-15].  Additionally, soft 
tissue assessments are typically completed at full extension (0o flexion) and 90o flexion 
[35, 36], but proper balance at these two endpoints does not guarantee suitable ligament 
tensions within this flexion range [37].  The FE TKR model calculated ligament tensions 
for eight soft-tissue structures over a full ROM providing additional information to 
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surgeons than currently obtained during TKR surgery.  Given that ligament tension is not 
directly measured during surgery, model calculated ligament tensions could be integrated 
with currently used intraoperative sensing devices to detect subclinical abnormalities [38] 
The model calculated ligament tensions were largely insensitive to measurement 
errors in most of the model inputs, specifically component alignment and kinematics.  In 
particular, the FE model was least sensitive to errors in IE rotation and axial (IE) 
component alignment DOFs, which were the model inputs exhibiting the most distinct 
differences between the Nominal and Outlier Groups.  Maximum sensitivities of the PFL 
and POL to those DOFs were deemed negligible.  The FE TKR model was most sensitive 
to measurement errors in AP and ML translations, but these were nearly identical amongst 
the Nominal and Outlier Groups.  The PCL and MCLm were the ligaments most affected 
by those errors, and thus, did not substantially influence the reported findings.  Similarly, 
the PFL was most affected by varus-valgus component alignment error, especially at 70o 
flexion, but this was not a distinguished attribute between the Nominal and Outlier Groups 
and not a substantial influence on the results.  Furthermore, the sensitivities reported were 
at the outer bounds of measurement error, and it is expected that actual measurement error 
would be less for a given model input. 
The main limitation to the TKR knee model lies in the representation of the soft 
tissue structures.  Ligament parameters and attachment sites were constant across all FE 
simulations despite acknowledging ligament properties vary across patient populations. 
The calibrated parameters used in the model validation were implemented for all 
subsequent models, as additional data to inform patient-specific ligament properties were 
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unavailable.  The use of a kinematically-driven simulation instead of a load-driven 
simulation helps mitigate this uncertainty because the ligament properties only influence 
the output ligament tension.  In a kinematically-driven approach, ligament tension is a 
response to joint motion that is prescribed, whereas in a load-driven approach, ligament 
tension constrains joint motion in addition to being a response to applied external loading 
which would therefore be difficult to accurately simulate without assigning patient-specific 
ligament properties.  Although variation in ligament properties is still expected to influence 
the calculated ligament tensions, the current study benefited from a kinematically-driven 
approach in that any distinctions in ligament tensions between the Nominal and Outlier 
Groups were only attributed to patient-specific inputs (TKR alignment and kinematics) that 
were statistically distinguishing factors between the two groups [7]. 
Conclusion 
In summary, using this validated FE TKR model, it was possible to discriminate 
TKR patients with good and poor functional outcomes based on calculated ligament 
tensions during simulated passive ROM with patient-specific inputs.  The FE TKR model 
demonstrated the ability to analyze more complex knee ligaments than possible in vitro or 
in vivo and provided subclinical details regarding ligament tension. Although current 
ligament balancing techniques focus on the collateral ligaments, this study identified the 
DMCL, POL, PFL and ALS as ligaments with tension patterns that could distinguish 
between patients with good and poor functional outcomes. Given the increase in 
intraoperative kinematic data becoming available, this computational approach could 
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further link ligament tensions during intraoperative assessments to functional outcomes 
after TKR. 
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VALIDATION OF A FORCE-DRIVEN TKR MODEL TO SIMULATE 
INTRAOPERATIVE PASSIVE RANGE OF MOTION 
 
Introduction 
A successful total knee replacement (TKR) requires both proper resection of bone 
tissue for optimal component alignment and proper handling of the soft-tissues surrounding 
the knee joint, referred to clinically as ligament balance [1].  Knee instability, 
arthrofibrosis, and component malalignment alone account for approximately 50% of early 
revisions [2,3], and are recognized as preventable causes for revision at the time of surgery 
[1, 3, 4].  During the TKR procedure, surgeons routinely put the knee through passive range 
of motion (ROM) in order to determine if proper TKR component alignment and ligament 
balance have been achieved.  The influence of TKR component alignment and ligament 
balance on the mechanical environment of the knee is poorly understood due to a lack in 
intraoperative quantitative measures. Computational studies have demonstrated that TKR 
component alignment affects ligament tensions during weight bearing activity [5-8]. 
However, this relationship has not been quantified during passive ROM.  A validated force-
driven passive knee model capable of simulating passive ROM for various TKR alignment 
conditions could quantify the relationship between intraoperative ligament tensions and 
TKR component alignment. 
Common practice for validating computational knee models requires 
experimentally measured external loading, corresponding kinematic data, and specimen-
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specific imaging data.  Previous experimental studies investigating knee joint mechanics 
have utilized various measurement techniques to obtain this data including optical motion 
capture systems or fluoroscopy for limb and TKR component motions and in-floor force 
plates or load cells for quantifying external loads [9-13]. These measurement techniques 
have been adapted into experimental test knee rigs which provide a repeatable testing 
environment optimal for validation of computational knee models [14-16].  Current knee 
models are validated with force-driven cadaveric knee rigs that actuate the quadriceps to 
replicate dynamic weight-bearing activities, and for this reason do not represent the 
intraoperative scenario [9, 13-16].  Previous studies developed passive knee rigs using 
similar technology, but were limited to joint laxity studies [17-19] with the exception of a 
knee rig developed by Anglin, et al. to simulate intraoperative passive ROM [20].  This 
study, however, was strictly experimental and consequently lacked key information to 
develop a specimen-specific computational model for one-to-one validation including 
imaging data and measured external loading [20].  The data necessary to validate a force-
driven knee model simulating passive ROM is currently unavailable. 
The purpose of this study was to quantify loads applied during intraoperative 
passive ROM and validate a force-driven computational simulation of passive ROM.  To 
complete this aim, in vitro biomechanical testing was completed on an implanted cadaveric 
knee specimen and subsequently a specimen-specific TKR knee model was developed and 
validated against the measured experimental data.  Applied external loads and passive 
kinematics were measured during experimentally simulated passive ROM in order to 
provide boundary conditions (external loads) for the force-driven computational simulation 
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and kinematic data to validate model outputs against.  A validated force-driven model 
provides an efficient approach to simulate different TKR alignment conditions and quantify 
the relationship between component alignments and ligament tension during passive ROM 
assessments.  Quantifying these relationships will improve the objectivity of intraoperative 
assessments. 
Methods 
The workflow of the current study consists of both experimental and computational 
elements.  A custom-designed mechanical knee rig was used to experimentally simulate 
passive ROM on an implanted cadaver knee specimen while measuring external loads 
applied and joint kinematics.  Subsequently, a specimen-specific, force-driven TKR model 
was developed and validated with the experimental data to analyze ligament tensions 
during simulated passive ROM.  Experimental and computational simulations were 
completed for three different TKR component alignment conditions.  
Surgical Implantation of TKR Components in Neutral Alignment 
  A fresh-frozen lower limb 94 year-old female specimen was used for the 
experimental simulations.  Severe osteoarthritis was noted on the lateral side of the left 
knee specimen.  The specimen was implanted with modified components of a mobile-
bearing  cruciate-retaining TKR design (Scorpio PCS, Stryker) by experienced orthopaedic 
surgeons.  The femoral component was cemented onto the distal end of the femur and the 
tibial baseplate secured to the tibial plateau with metal screws. The patella was not 
resurfaced.  A neutral baseline alignment was defined as the preferred component 
alignment based on surgical assessment post-implantation in both flexion and extension 
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and the surgeons’ discretion.  Sagittal, coronal, and axial rotational alignments for the 
neutral baseline were 0.4o flexion, 4.3o varus, and 1.7o external for the femoral component 
and 8.1o tibial slope, 8.1o valgus, and 7.4o internal for the tibial baseplate, respectively.  A 
2.3o rotational mismatch, defined as the angular divergence between the femoral and tibial 
components in the transverse plane, was measured for neutral alignment from long leg 
computed tomography (CT) of the TKR knee specimen near full extension [21].  The axial 
rotational alignment of the tibial baseplate was varied ±15o from the neutral baseline in 
both the internal and external directions to represent three different alignment conditions 
(neutral, external, and internal).  The tibia and femur were amputated at the mid-diaphysis 
and a stainless steel threaded rod (6-32 thread) was cemented into the intramedullary canal 
of each bone at a length that recreated the limb length from the articular surface of the 
ankle to the center of the femoral head.  The uncemented ends of the threaded rods 
interfaced with the mechanical linkages on the knee rig.  Fiducial markers were implanted 
onto the bone anatomy to identify key anatomic landmarks on the superior, inferior, medial, 
and lateral aspects of the femur and tibia bones. 
Modification of TKR Components for Rotational Alignment Incrementation 
TKR components were modified in order to allow for easy manipulation of 
rotational alignment relative to the bone.  Physical TKR components of a mobile-bearing 
cruciate retaining TKR system (Scorpio PCS, Stryker) were 3D scanned to generate virtual 
geometries for modification using computer aided design.  The articulating surfaces were 
kept intact and internal geometries remained compatible with the required TKR cutting 
guides.  The reverse engineered TKR components including the tibial baseplate, femoral 
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component and tibial insert were refabricated in a rigid polymer matrix material (Objet350, 
Statasys) for use in the experimental simulator (Figure 6.1) [22].  Permanent fiducial 
markers (aluminum ball bearings) were implanted onto the TKR components in order to 
establish local reference frames for motion analysis and for component visualization in 
radiography (Figure 6.1). 
Design of Biomechanical Knee Rig 
A mechanical rig was designed for the experimental simulation of intraoperative 
passive motions performed on an implanted cadaver knee.  The knee rig design was 
constructed of a horizontal rail with mechanical linkages at the proximal femur bone 
representing the ‘hip joint’ and at the distal tibia bone representing the ‘ankle joint’ [20].  
The mechanical hip joint exhibited one rotational degree of freedom (DOF) in flexion-
extension rotation.  The ankle joint exhibited three DOFs (internal-external rotation, 
anterior-posterior translation, and medial-lateral translation) when linked to the knee rig 
and easily disengaged from the knee rig in order to free float while handheld by the surgeon 
(Figure 6.2).  This setup is similar to the clinical configuration by retaining all six DOFs 
of the knee joint, and allowing the femur to be held in place while manipulations occurred 
at the tibia.  The quadriceps tendon was firmly secured to the knee rig via a custom-
designed clamp and linear spring (stiffness of 1.2 N/mm) that acted parallel to the 
physiological line of action to mimic the passive resistance of the extensor mechanism and 
ensure the patella remains in contact with the femur during knee flexion [20]. 
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Figure 6.1. Implanted cadaver knee specimen dissected down to the MCL, LCL, and 
PCL.  The specimen was implanted with custom 3D printed TKR components embedded 
with metallic fiducial markers. 
 
Experimental Testing Sequence 
Passive tests experimentally completed on the TKR knee specimen include passive 
laxity tests and passive ROM.  Passive laxity tests were performed at 0o, 15o, 30o, 45o, and 
60o by stabilizing the distal femur in one hand and manually applying forces at the 
instrumented ankle joint with the other hand to generate a 10 Nm varus-valgus (VV) torque 
or 3 Nm internal-external (IE) torque about the knee joint.  Flexion angle was approximated 
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during testing using an external goniometer.  The passive laxity tests were completed under 
the neutral alignment condition only. 
 
 
Figure 6.2. Biomechanical knee rig with cadaver knee assembled in the passive ROM test 
configuration.  Joint motion was captured with passive marker arrays fixed to the femur 
and tibia bones and a 6 DOF load cell attached at the simulated ankle joint measured 
external loads. 
 
The passive ROM test was performed by stabilizing the distal femur in one hand 
and manually applying forces at the instrumented ankle joint with the other hand to flex 
the knee from full extension to approximately 120o flexion and then reverse direction back 
to full extension.  A constant speed was maintained to complete a full cycle (0o-120o-0o) in 
5-10 seconds.  The passive ROM test was repeated for each TKR alignment condition 
(neutral, external, and internal) for a total of three tests.  Following experimental testing, 
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the knee specimen was dissected down to the posterior-cruciate ligament (PCL) and medial 
and lateral collateral ligaments.  The attachment sites on the femur and tibia were then 
digitized using an optically tracked maker array fixed to a metallic probe for the PCL, 
superficial and deep medial collateral ligaments (MCL and DMCL) and the lateral 
collateral ligament (LCL). 
Experimental Measurements 
A series of passive tests were performed on the TKR cadaver knee when mounted 
in the biomechanical knee rig while measuring external loading and limb motions 
simultaneously.  The ankle joint was instrumented with a 6 DOF load cell (MC3A 1000, 
AMTI ) rigidly fixed to the distal tibia at the ankle joint in order to measure external loading 
applied during the passive tests [23].  The amplifier gain and excitation voltage were 
adjusted to optimize signal resolution under the anticipating loading conditions.  The 
accuracy of the load cell was 8.8 N and 0.11 Nm in the axial direction (compressive load 
and IE torque) and 4.4 N and 0.22 Nm in the other DOFs.  LabVIEW (National Instruments, 
Austin, TX) provided a visual display of the loads being applied in all 6 DOFs in real-time.  
The threaded rods and load cell axes were digitized in order to calculate the moments 
applied at the knee joint from the measured loads.  For kinematic measurements, a two-
camera optical tracking system (Polaris Vicra, NDI Medical) and two passive marker 
arrays rigidly fixed to the femur and tibia bones measured limb motions relative to an array 
defining a global coordinate system.  The root-mean-square accuracy of the optical tracking 
system was 0.5 mm.  The handheld digital probe registered the x,y,z coordinate locations 
of the fiducial markers on the implanted TKR components in order to define local 
 135 
coordinate systems for the individual components within the global reference frame.  A 
custom-written MATLAB (MathWorks, Natick, MA) script performed coordinate 
transformations on limb motions to calculate TKR kinematics based on the Grood Suntay 
coordinate system [24] from the digitized fiducial markers on the TKR components.  Both 
the load cell and optical tracking system were operated at 20 Hz and synced using a manual 
trigger. 
Development of Specimen-Specific Finite Element Model 
A force-driven specimen-specific finite element (FE) model of the TKR cadaver 
knee was developed in ABAQUS/EXPLICIT (Simulia, Providence, RI) using the same 
modeling techniques used in Chapters 4 and 5.  Bone geometries were reconstructed from 
segmented CT images using Mimics software (Materialise, Leuven, Belgium), and 
subsequently meshed using rigid triangular elements in Hypermesh software (Altair, Troy, 
MI).  Specimen-specific 3D TKR geometry was virtually implanted onto the bones and 
also meshed using rigid triangular elements except for a deformable tibial insert meshed 
using eight-node hexahedral elements. As described previously in Chapter 4, eight 
tibiofemoral ligaments were represented by non-linear, tension-only springs.  Ligament 
locations were defined using the digitized ligament attachment sites and anatomical 
descriptions.  The patellar tendon and quadriceps tendon were also modeled as bundled 
springs, and tension was applied to the quadriceps tendon in order to allow the patella to 
track physiologically and mimic the mechanical spring used in the knee rig.  The FE TKR 
model was positioned into the experimental space by matching up point clouds on the 
meshed geometries corresponding with the fiducial markers and the digitized spatial 
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locations of those fiducial markers recorded during the experiment.  Kinematics were 
calculated using the Grood Suntay coordinate system modeled as a kinematic linkage 
between the coordinate systems of the femoral component and tibial baseplate.  Boundary 
conditions were defined from the experimentally measured external loads including 
compressive force, varus-valgus moment, flexion-extension moment, and internal-external 
moment.  For each simulation, the starting pose of the knee model was matched to that 
measured experimentally prior to applying the external loads. 
Calibration of Soft Tissue Parameters in FE Model 
The ligaments in the specimen-specific FE TKR model were calibrated using the 
load and kinematic data collected during the passive laxity test in order to better represent 
the cadaver soft tissue and further improve the validation process.  Calibrated ligament 
parameters include linear ligament stiffness, reference strain, and attachment site for each 
ligament.  In individual simulations, the external loading applied during each of the passive 
laxity tests performed experimentally (i.e. VV and IE torques) were replicated at each 
flexion increment tested from 0o-60o.  The computational simulations were constrained to 
the kinematic DOF being ranged in order to isolate ligaments contributing to laxity in that 
specific DOF (e.g. only varus-valgus rotation unconstrained during applied varus-valgus 
torque). 
The ligament parameters were calibrated using the Isight (Simulia, Providence, RI) 
optimization software.  An adaptive simulated annealing optimization technique was 
applied to minimize the RMSE between model-predicted and experimentally-measured 
kinematics for each simulation simultaneously [9, 10].  The optimization process was 
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repeated for 500 iterations and the convergence criterion set at 0.01 degrees.  During the 
calibration, ligament attachment locations were allowed to vary up to 3 mm except in 
directions that caused the location to move off or inside the bone surface.  Ligament 
stiffness values were allowed to vary based off variability reported in the literature [10].  
For reference strain, ligaments located based off of experimental digitization data (i.e. 
MCL, PCL, LCL) were only allowed to vary 10% whereas ligaments located based off 
anatomical descriptions (i.e. ALS, PFL, POL) were allowed to vary up to 25%. 
Validation of Force-Driven Passive Knee Model 
The force-driven specimen-specific FE model was validated by applying external 
loads measured experimentally during Passive ROM tests and calculating the RMSE 
between experimentally-measured and model-predicted knee kinematics.  Specifically, 
tibiofemoral anterior-posterior (AP) and medial-lateral (ML) translations and flexion-
extension (FE), internal-external (IE), and varus-valgus (VV) rotations were compared.  
Model validation was performed for each TKR alignment condition experimentally 
simulated.  Additionally, model predicted ligament tensions output from the different TKR 
alignment conditions were compared.  From calculated ligament tensions under TKR 
neutral alignment, the percent difference (increase or decrease) in tension was calculated 
for each ligament between 15o changes in rotational alignment at discrete flexion angles 
from 0o to 60o flexion. 
Results 
Several abnormalities were noted in the knee specimen during TKR including 
severe osteoarthritis on the lateral compartment of the tibia and erosion of the postero-
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lateral articular surface and bone of the tibia.  The attending orthopaedic surgeons also 
noted medial laxity when assessing the ligaments of the knee specimen indicating a lack in 




Figure 6.3. Experimental torque versus rotation curves measured during varus-valgus 
(VV) and internal-external (IE) passive laxity tests at flexion angles of 0o, 15o, 30o, 45o, 
and 60o. 
 
During the experimental laxity tests, the full ±10 Nm VV torque and ±3 Nm IE 
torque could not be achieved at all flexion angles due to an increase in laxity at various 
flexion angles and to prevent any soft tissue damage that would compromise further testing.  
Both series of tests demonstrated increased ROM with increasing flexion angle.  For the 
VV tests, the ROM increased from 2o at extension to 48o at 60o flexion (Figure 6.3).  For 
the IE tests, the ROM increased from 1o at extension to 16o at 60o flexion (Figure 6.3).   In 
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general, valgus torque generated greater rotation than varus torque, and similar rotation 
magnitudes were generated  for internal or external torque. 
 
 
Figure 6.4. Applied loads measured during passive ROM for neutral, internal, and 
external TKR component alignments. Positive force and torque values represent 
compressive axial force in superior-inferior (SI) direction, internal torque, varus torque, 
and flexion torque. 
 
The loads measured during passive ROM for each TKR alignment condition were 
similar in magnitudes and trends.  Loading conditions of passive ROM were characterized 
by an internal torque, flexion torque, valgus torque and a compressive axial force (Figure 
6.4).  The most notable difference amongst the three alignment conditions was that the 
external tibial alignment required less flexion torque to passively flex the knee compared 
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to the neutral and internal alignment conditions.  The greatest discrepancy in flexion-
extension torque between external alignment compared to the other two conditions was 
approximately 4 Nm near 50o flexion (Figure 6.4).  Variations in varus-valgus torque and 
internal-external torque were less than 1.2 Nm and 0.3 Nm, respectively (Figure 6.4).  The 
compressive force recorded demonstrated increased variability amongst the three 
alignment conditions in the early- to mid-flexion range, but converged with continued knee 
flexion. 
 
Figure 6.5. Knee kinematics measured during passive ROM for neutral, internal, and 
external TKR component alignment.  Positive translation and rotation values represent 
lateral translation, anterior translation, external rotation, and valgus rotation of the tibial 




Table 6.1. Final ligament parameters determined from calibration and used in the 
specimen-specific TKR knee model.  Stiffness and reference strain bounds for each 




Kinematics measured during the experimental passive ROM under each of the TKR 
alignment conditions were characterized by valgus rotation, internal rotation, anterior 
translation, and medial translation of the tibia relative to the femur as the knee flexed 
(Figure 6.5).  The only exception to these trends was external rotation exhibited by the 
internal alignment condition during mid-flexion.  As expected, IE rotation demonstrated 
the greatest discrepancies with at least a 5o offset between neutral and internal or external 
alignment, and a maximum difference of 15o over the passive flexion range (Figure 6.5).  
For VV rotation, the internal and external alignment conditions presented a varus rotation 
offset compared to neutral, but variations in VV rotation did not exceed 5o.  ML and AP 
translations followed very closely between neutral and internal alignments while external 
alignment had a lateral offset of at least 5 mm and AP translation diverged up to 19 mm 
posterior as the knee flexed (Figure 6.5). 
The calibrated ligament parameters including reference strain and stiffness values 
are reported in Table 6.1.  A total of 500 iterations were run during the calibration process 
in Isight.  All ligaments exhibited reference strains below 1.0 with the exception of the 
posterior capsule, and the medial ligaments exhibited lower reference strains compared to 
the lateral ligaments. 
RMSE between experimental and model kinematics for each of the three TKR 
alignment conditions during passive ROM are displayed in Table 6.2.  For the neutral 
alignment condition, the average RMSE up to 60o flexion were less than 2.4o for flexion 
and VV rotations, 4.3o for IE rotations and 8 mm for AP and ML translations, and all 
translations and rotations matched trends of the experimental kinematics (Figure 6.6).  
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Model predicted kinematics under internal and external TKR alignment conditions also 
matched trends with experimental kinematics with the exception of IE rotation in the 
external alignment condition (Figure 6.7 & Figure 6.8).  Overall, average RMSE for the 
internal and external TKR alignments were less than 7o for flexion and VV rotation, 16.3o 
for IE rotation, and 10 mm for AP and ML translations (Table 6.2). 
 
Table 6.2. RMSE between experimental and model kinematics during passive ROM for 
neutral, internal, and external alignments.  Flexion-extension (FE), internal-external (IE), 
and varus-valgus (VV) rotations and medial-lateral (ML) and anterior-posterior (AP) 
translations were compared. 
 
 
Computational simulation of passive ROM only calculated ligament tensions in the 
lateral soft tissue structures for all three TKR alignments.  In general, the ALS increased 
in tension, the LCL decreased in tension, and tension in the PFL remained relatively 
constant as the knee was flexed (Figure 6.9).  External rotation of the tibial baseplate 
decreased tension in the ALS by approximately 80%, and decreased tension in the LCL 
and PFL by approximately 72% and 21%, respectively, before disengagement beyond 30o 
flexion (Figure 6.9).  Internal rotational of the tibial baseplate decreased tension in the ALS 
by approximately 87% and delayed engagement until 50o flexion, increased tension in the 
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PFL by approximately 30%, and never engaged the LCL (Figure 6.9).  The medial 
ligaments including the superficial MCL and DMCL did not generate any tension during 
the passive ROM except beyond 30o flexion for tibial internal alignment.  The POL, 
posterior capsule and PCL did not engage during passive ROM. 
 
 
Figure 6.6. Comparison of experimental and model kinematics during simulated passive 
ROM under neutral alignment. 
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Figure 6.7. Comparison of experimental and model kinematics during simulated passive 








Figure 6.8. Comparison of experimental and model kinematics during simulated passive 








Figure 6.9. Model predicted ligament tension during passive ROM for neutral, internal, 
and external alignments.  For the medial ligaments, only the superficial and deep medial 
collateral ligament (MCL and DMCL) calculated tension.  For the lateral ligaments, the 
anterolateral structure (ALS), lateral collateral ligament (LCL) and popliteofibular 






In the current study, experimental simulation of passive ROM was completed on a 
TKR cadaver knee in order to quantify applied loads and kinematics and to validate a 
specimen-specific FE TKR model for computational simulation of passive ROM and 
calculation of ligament tensions.  Experimental and computational simulations were 
completed for neutral component alignment and when the tibial baseplate was internally 
and externally rotated in order to compare loading conditions, kinematics, and ligament 
tensions under intraoperative conditions.  Loading conditions for all alignment conditions 
were characterized by an internal torque, flexion torque, valgus torque and a compressive 
axial force, and exhibited similar magnitudes with the exception of flexion torque for 
external alignment.  Besides the external rotation produced by internal component 
alignment, kinematic profiles either matched closely or exhibited a consistent offset.  
Model validation for neutral alignment resulted in the best match between experimental 
and model kinematics, but general trends in experimental kinematics were predicted for all 
three models especially for flexion angle, the dominant kinematic DOF during passive 
ROM.  In comparison to neutral alignment, internal alignment decreased tension in lateral 
ligaments and increased tension in the medial ligaments whereas external alignment 
decreased tension in all ligaments. 
Applied load profiles measured during experimental passive ROM were relatively 
low in magnitudes and did not vary considerably for the different alignment conditions 
tested.  Compressive forces recorded were orders of magnitude less than reported during 
weight-bearing activity [25, 26] and in agreement with intraoperative forces quantified 
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during TKR surgeries using load-sensing technology [27-29].  The reported flexion 
moment during passive ROM in the current study was also appreciably less than the 
previously reported 30-50 Nm moments generated by muscles acting about the knee joint 
during gait [30,31].  These lower load magnitudes could contribute to the lack in unique 
load profiles among the different alignment conditions, and highlight the difficulty in 
distinguishing distinct differences in component alignments during intraoperative passive 
ROM based off the “feel” of the surgeon alone [1]. 
Although experimental kinematics were also similar between the different TKR 
alignment conditions, differences in IE rotation were consistent with clinical observations.  
A previous study reported tibial external rotation during passive ROM in patients 
implanted with the same mobile-bearing TKR design as the current study when tibial 
component rotational alignments were greater than 10o, and was indicative of poor TKR 
functional outcomes when rotational mismatch also exceeded 10o [32].  Given neutral 
alignment measured a 2.3o rotational mismatch and tibial component rotational alignment 
was perturbed ±15o, these findings agree with the external rotation displayed by the internal 
alignment condition during mid-flexion.  In contrast, neutral and external alignments 
generated tibial internal rotation during passive ROM despite external alignment also 
featuring rotational mismatch greater than 10o. 
Validation of the FE TKR model revealed better agreement for neutral alignment 
compared to internal and external alignments.  RMSEs calculated during validation of the 
neutral alignment FE TKR model were similar to those reported for other knee models 
validated against coupled motion of the knee during flexion [9, 10].  Although the internal 
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and external alignment FE TKR models matched magnitudes for the dominant kinematic 
DOF, flexion, they had increased errors in IE and VV rotations.  There are several possible 
explanations for these inconsistencies.  From an experimental perspective, the testing 
sequence completed passive ROM under neutral alignment immediately following passive 
laxity testing used for ligament calibration, and then performed passive ROM for internal 
and external alignments subsequently thereafter.  Hence, the latter two alignment 
conditions tested were more at risk to changes in soft-tissue properties.  Another possible 
explanation is that modeled internal and external alignment conditions were more 
susceptible to measurement error since only the neutrally aligned components were 
mapped into the model and not recreated by virtual adjustment in the model.  Also, given 
the known associated instability with the internal and external alignment conditions tested 
combined with the medial laxity already being accounting for in the model ligament 
properties, the FE model may not of been able to adequately constrain the knee.  
Nonetheless, all models matched trends of the experimental kinematics, matched 
magnitudes of the dominant kinematic DOF, and provide confidence that the model can be 
executed under different TKR alignment conditions. 
Comparison of ligament tension for the different tibial component rotational 
alignments revealed mixed agreement with literature findings.  Although there is a general 
consensus that femoral component internal and external rotation increases tension in the 
MCL and LCL, respectively, the effects of tibial component axial rotation on soft-tissue 
tension is not well defined [5,8].  Thompson, et al. concluded that only femoral component 
axial rotation affected ligament tension and reported zero tension in the MCL and LCL 
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during simulated squat for ±15o malrotation of the tibial component [5].  However, 
Kuriyama, et al. reported increased LCL tension when the tibial component was 15o 
externally rotated, and increases in both the MCL and LCL when the tibial component was 
15o internally rotated [33].  In the current study, internal alignment predicted higher tension 
in medial ligaments, but only higher tension in the PFL on the lateral side during simulated 
passive ROM.  In essence, the inconclusive trends between ligament tension and tibial 
component rotational alignment in the literature were also evident in this study. 
The ligament calibration process and absence of medial ligament engagement in 
the model confirmed the medial laxity noted in the knee specimen during TKR.  Compared 
to in vivo studies of cruciate retaining TKR, the TKR knee specimen in the current study 
exemplified abnormal medial laxity with excessive VV ROM and greater valgus laxity 
compared to varus [34, 35].  This medial laxity translated over to the calibrated ligament 
parameters as evidence by lower reference strains in the medial ligament compared to the 
lateral ligaments and lower stiffness in the medial posterior capsule compared to the lateral 
side.  Although the post-operative medial laxity limited the range of flexion that could be 
simulated, the ability to model the behavior of a diseased knee was encouraging, and has 
not been done previously [36]. 
The computational simulation of passive ROM was actuated by recreating the 
experimentally measured loads at the knee joint.  However, the simulation also required a 
force applied to the extensor mechanism via the quadriceps tendon in order to counter the 
applied flexion moment and accurately predict the flexion profile.  In the experimental 
setup, a linear spring was used to mimic the passive restraint of the extensor mechanism, 
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but the force generated during passive ROM was not quantified.  As a result, the tension 
applied to the quadriceps tendon in the FE simulation was manually adjusted in order to 
match the flexion profile.  The tension was adjusted within 10-90 N as recorded during 
passive flexion in a similar in vitro test that also used a spring of nearly identical stiffness 
[20].  Similar approaches of adjusting quadriceps load to match kinematic profiles during 
experimental [37, 38] and computational [9, 16] simulations have been applied previously. 
This study included several notable limitations experimentally and 
computationally.  Experimentally, loading conditions were quantified during passive ROM 
performed by a single subject.  Although variability in applied loads during passive ROM 
has not been quantified, substantial variability has been noted during other clinical 
assessments of the passive knee [23, 39].  Thus, including additional subjects would help 
further define these loading conditions.  Additionally, the current study chose to only 
perturb axial rotational alignment of the tibial baseplate because it exhibits the greatest 
variability out of all alignment DOFs with no gold standard [40] and has been indicative 
of functional outcome [32]. 
From a computational perspective, the unique loading conditions applied to the FE 
simulation of each TKR alignment may have contributed to the difficulty in quantifying 
relationships between TKR component alignment and ligament tension in this study.  In 
vitro knee rigs and computational models are typically used to analyze such relationships 
between surgical factors and knee mechanics due to repeatability of loading and boundary 
conditions [6, 20].  Perturbing component alignment under identical loading conditions 
may provide a more effective parametric approach.  Also, ligament calibration and model 
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validation was only performed up to 60o flexion.  This was due to the poor function of the 
TKR knee specimen beyond 60o flexion during experimental testing as described earlier.  
Despite this limitation, the model is still clinically relevant since it is valid during the mid-
flexion range where passive kinematics during intraoperative assessments have been 
indicative of functional outcome [32]. 
Conclusion 
In summary, a force-driven FE TKR model was validated for simulation of passive 
ROM performed during surgery.  Model development was preceded by experimental 
simulation of passive ROM performed on a TKR cadaver knee to measure applied loads 
and knee kinematics.  Although the cadaver knee specimen was characteristic of a 
diseased-state, validation of a diseased TKR model has not been previously accomplished 
and provides a more clinically accurate representation.  Definitive trends between tibial 
component rotation alignment and ligament tension were not discerned despite overall 
agreement in model and experimental kinematics for neutral, internal, and external tibial 
component alignments.  Future cadaver work is on-going and will help add clarity to these 
reported findings.  Nonetheless, the force-driven knee model provides a foundation to 
quantify the relationship between TKR component alignment and ligament tension during 
intraoperative passive ROM. 
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ENGINEERING SIGNIFICANCE, CONTRIBUTIONS AND CONCLUSIONS 
 
The objective of this dissertation was to accurately represent material nonlinearity for 
computational analysis of the implanted knee joint by focusing on different aspects of TKR 
where material nonlinearity plays a major role in the biomechanics of the system under 
investigation.  This objective was addressed through completion of three aims exemplifying a 
combined experimental and computational approach to analyze modes of failure in TKR that 
involve nonlinear material behavior including stresses in modular taper junctions (Aim 1) and 
ligament tensions during passive knee motions (Aims 2 and 3). Chapters 1 and 2 addressed Aim 
1, Chapters 3 and 4 addressed Aim 2, and Chapter 5 addressed Aim 3 (Figure P.1). 
Aim 1: Determine the stresses within modular taper junctions using FE analysis and their 
sensitivity to material model selection and geometry. 
 Aim 1 was accomplished by developing and validating multiple FE models of 
modular TKR taper junctions with varying taper geometries and material representations 
(i.e. linear elastic and elastoplastic) in order to analyze the impact of taper fit (i.e. angular 
mismatch) and material behavior on model-predicted stresses. Chapter 2 detailed the 
development of the taper junction FE model from retrieved prostheses and the development 
of material models from experimental datasets in order to compare stress analyses 
implementing linear elastic and elastoplastic material representations.  Chapter 3 applied 
the developed elastoplastic taper junction FE model to perform a parametric analysis 
between taper geometry and contact mechanics.  
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Taper surfaces of explanted modular components reveal evidence of mechanically-
assisted corrosion mechanisms, which suggests the taper junctions can experience elevated 
stresses in concentrated regions and cyclic micromotion [1-5].  Global deformations of 
modular implants analyzed experimentally [3, 6-9] and local deformations at the bore-cone 
taper interface analyzed computationally [10-13] treat the deformations as an elastic 
behavior despite evidence of plastic material deformation in explanted modular 
components [1,2,14] and reported post-yield stresses in macroscale FE taper junction 
models [10, 11].  Results from Chapter 2 established that linear elastic FE models of 
modular TKR taper junctions overestimate and even calculate unrealistic stresses for some 
taper geometries under in vivo loading conditions due to post-yield material behavior.  
Specifically, plastic deformation was evident at the leading edge of the cone taper when 
the bore taper angle exceeded the cone taper angle, and required an elastoplastic model to 
accurately capture the full stress environment (Chapter 2). These findings are consistent 
with reported permanent deformations of surface topography [2,15] and micron-scale FE 
submodeling of machining marks that suggests localized plastic deformations play a crucial 
role in the performance of bore-cone taper junctions [16,17].  Chapter 2 concluded that 
linear elastic models should be interpreted with caution, and that an elastoplastic material 
model provides a more robust modeling approach for FE analysis of modular taper 
junctions.  
From a mechanical design perspective, the mating bore and cone components are 
uniformly tapered and when assembled, an interference fit is achieved through localized 
material deformation and subsequent residual stresses where the cone compresses against 
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the bore walls at a location along the taper interface [16, 18].  The desired interference fit 
is dependent on the geometric design of the taper junction, and specifically the angular 
mismatch between the bore and cone taper angles.  In Chapter 3, it was found that variation 
in angular mismatch on the order of magnitude consistent with manufacturing tolerances 
influences the mechanical environment within the taper junction under in vivo loading 
conditions.  Previously, ASTM Standard F-1636 specified manufacturing tolerances of 
modular taper junctions in orthopaedics providing guidance to design engineers; however, 
it was discontinued without replacement [19].  Angular mismatch within ±10o was found 
to exhibit the lowest stress magnitudes and the weakest correlation with micromotion 
suggesting the manufacturing tolerances specified in ASTM F-1636 should still be 
followed (Chapter 3).   
The findings in Aim 1 provide insight to engineers into taper junction design and 
the use of FE analysis in the design process.  Strong correlations between manufacturing 
tolerance and stress combined with the agreement between calculated stress distributions 
and in vivo and in vitro corrosion behavior confirms the importance of manufacturing 
tolerance to taper junction design.  However, there is still a lack in quantitative 
relationships between the mechanics of modular taper junctions and corrosion in order to 
fully translate model predictions.  A deeper understanding of the interplay between such 
mechanical parameters and corrosion to complement FE analysis would help inform 
industry on robust target manufacturing ranges. 
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Aim 2: Determine ligament tension patterns using a kinematically-driven FE knee model 
simulating patient-specific passive kinematics that discriminate in vivo clinical TKR 
outcomes. 
Aim 2 was accomplished by adapting a validated open source FE natural knee 
model to a FE TKR model that input patient-specific data in order to simulate passive ROM 
of TKR patients with good and poor functional outcomes and compare calculated ligament 
tension patterns.  Chapter 4 described the development of the passive TKR model from an 
open source dataset and assessed the ability of the model to input in vivo kinematics and 
discriminate functional outcomes based on calculated ligament tensions.  Chapter 5 then 
applied the FE TKR model to simulate patient-specific passive ROM and elucidate 
ligament tension patterns characteristic of poor function. 
During TKR procedures, intraoperative assessments of passive (non-weight 
bearing) range of motion (ROM) are routinely performed by the surgeon to assess knee 
stability and more specifically determine if proper TKR component alignment and ligament 
tensions have been achieved [20, 21].  Knee kinematic constraint during passive 
intraoperative assessments is provided by soft tissue tensions and conformity of articulating 
TKR surfaces due to the absence of muscle forces. Differences in TKR alignment and 
kinematics are difficult for surgeons to detect intraoperatively due to a lack of quantitative 
measurements of soft tissue tensions. Computational TKR models have proved to be an 
effective tool for analyzing knee mechanics, but have focused on simulating weight-
bearing activities that are drastically different than the passive conditions in question [22-
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25]. The passive FE TKR model produced in Chapter 4 provides a novel approach to 
simulate passive ROM and quantify ligament tension patterns.  
When performing intraoperative assessments, the force applied by the surgeon 
serves as an mechanical actuator resulting in joint motion which is constrained by tension 
build-up in the surrounding soft tissues.  The FE TKR model provides an efficient means 
of calculating ligament tensions by either applying external loads or joint kinematics to 
simulate passive ROM.  This versatility to analyze ligament tensions by actuating the FE 
model using either force-driven or kinematically-driven inputs was utilized in Aims 2 and 
3, respectively.   
Aim 2 benefits from recent advances in technology making intraoperative 
kinematic data more readily available [26-28].  In a previous clinical study, knee 
kinematics were collected intraoperatively during passive flexion and were indicative of 
TKR functional outcome at two-year follow-ups [29].   This unique kinematic dataset was 
utilized in Chapter 4 to demonstrate FE TKR model calculated ligament tensions were 
sensitive to clinically observed variations in intraoperative kinematics and discriminated 
between TKR patient groups with good and poor functional outcomes.  
During knee motion, soft tissues, and in particular ligaments, exhibit nonlinear 
force-displacement behavior and are nonuniformly loaded in unique recruitment patterns 
[30, 31] that are known to be impacted by TKR component alignment [32-35].  The 
previously cited clinical study that links abnormal intraoperative kinematics to poor post-
operative functional outcomes highlights the significance of addressing knee instability 
during surgery [29].  Although it is assumed soft tissues are the responsible mechanism for 
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knee instability, the individual role each plays is unknown leaving surgeons without a clear 
approach to address the problem.  The kinematically-driven passive FE TKR model 
produced in Chapter 4 was utilized in Chapter 5 to complete patient-specific simulations 
of passive ROM and identified ligaments featuring tension patterns characteristic of poor 
in vivo clinical TKR outcomes.  
Completion of Aim 2 produced a TKR knee model that can input in vivo kinematics 
for simulating passive ROM and quantifying ligament tension patterns to discriminate 
TKR patients with different functional outcomes.  The impact of this kinematically-driven 
model does not end with the clinical dataset utilized in this dissertation.  Although patient-
specific TKR component alignments and in vivo kinematics served as model inputs, model 
anatomy was generalized permitting the implementation of other kinematic datasets, albeit 
with corresponding TKR component geometries.  It has been proposed that intraoperative 
knee kinematics could help tailor surgery to individual patients if a link between 
intraoperative measures and functional outcome could be established [36].  Aim 2 supports 
this initiative by utilizing passive kinematics to link intraoperative ligament tension to 
functional outcome.  The discriminating ligament tension patterns reported provide a 
critical first step in a computational workflow that targets surgical decision-making. 
Aim 3: Determine the effect of TKR alignment on ligament tensions using a validated 
force-driven passive FE knee model. 
 Aim 3 was accomplished by validating a specimen-specific FE TKR model under 
different TKR alignments using experimental data collected during in vitro cadaver testing. 
Chapter 6 detailed the design of the mechanical knee rig used for experimental simulation 
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of passive ROM and the subsequent development of a force-driven FE TKR model used 
for computational simulation and calculation of ligament tensions. 
Joint motion requires the application of external loading, and during intraoperative 
TKR assessments, external loading is applied by the surgeon’s hands at the ankle joint and 
mid-thigh.  These passive assessments are based on the “feel” of the surgeon which refers 
to the forces they are applying; thus, a force-driven event.  Therefore, the force-driven FE 
TKR model developed in Chapter 6 to simulate intraoperative assessments improved the 
representation of the clinical scenario compared to the kinematically-driven model applied 
in Chapters 4 and 5.  Despite attempts to quantify target moment values during passive 
TKR assessments, a lack in clinical adoption leaves surgical external loading unquantified 
in the literature [37].  Furthermore, quantification of coupled joint motion and external 
loading during intraoperative assessments in order to appropriately validate a force-driven 
FE TKR model is unavailable. Chapter 6 completed in vitro cadaver testing to measure 
applied external loads and passive kinematics simultaneously during experimentally 
simulated intraoperative assessments, and thus, addressed this technical gap and provided 
model inputs (external loads) for a force-driven simulation and knee kinematics to validate 
the model against. 
Other computational studies have demonstrated that TKR component alignment 
affects ligament tensions during weight bearing activity [35, 38, 39]; however, this 
relationship has not been quantified during passive conditions.  The force-driven passive 
knee model validated in Chapter 6 provides an approach to quantify the effects of TKR 
component alignment on ligament tension during passive ROM.  Furthermore, the 
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validated FE TKR model represented a diseased knee specimen that presented challenges 
when analyzing ligament tensions due to abnormal ligament properties and increased joint 
laxity.  However, the ability to validate a diseased knee model was encouraging given that 
the overall intent of knee modeling is to prevent poor function, and has not been 
accomplished previously.  
Regardless, the validated force-driven passive FE TKR model produced in Aim 3 
provides a modeling foundation to quantify the relationship between TKR component 
alignment and intraoperative ligament tension.  Additionally, Aim 3 produced a mechanical 
knee rig for experimental simulation of passive ROM.  The combined experimental and 
computational workflow established can be repeated on additional knee specimens to 
further characterize intraoperative loading conditions and improve subjectivity in 
intraoperative assessments performed during TKR surgery.   
Innovations 
The innovation in this dissertation resides in both the overall approach of translating 
computational models to solve clinical problems as well as the methodology used to 
execute each specific aim.  Although computational modeling has become a common tool 
in analyzing biomechanics of implanted systems, linking the model outputs to clinical 
outcomes has not been as prevalent.  The access to unique clinical data and retrieval 
analysis has allowed for an integrated computational framework where in vivo information 
can be used to inform modeling decisions and model outputs can be compared directly to 
clinical outcomes.  In Aim 1, retrievals of modular TKR components were used to 
reconstruct taper junction geometry and corrosion patterns evident on the taper surfaces 
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agreed with stress distributions calculated by the FE simulations.  Furthermore, in 
development of the taper junction FE model, a novel approach for incorporating 
experimentally measured mechanical properties of a specific metal alloy from multiple 
datasets representing different manufacturing processes into a single generalized material 
constitutive model was achieved and successfully applied in order to compare elastoplastic 
and linear elastic analysis results.   
In Aim 2 and 3, a dramatically new computational model capable of quantifying 
ligament tensions during intraoperative passive ROM was developed.  Computational 
modeling provides versatility to investigate ligament tensions using either a kinematically-
driven or force-driven simulation.  In Aim 2, the kinematically-driven model allowed us to 
input existing in vivo kinematics (despite unknown external loads applied) uniquely 
available through our clinical collaborators in order to simulate passive ROM for TKR 
patients with different functional clinical outcomes.  In Aim 3, external loads measured 
during passive ROM experimentally simulated on an innovative biomechanical knee rig 
were applied to force-driven model simulations.  This combined computational approach 
allowed for a multi-level validation where completion of Aim 2 provided in vivo functional 
validation by demonstrating the model can discriminate TKR clinical outcomes and Aim 
3 provided experimental validation by demonstrating the model can accurately reproduce 
experimental data.  Successful completion of Aim 2 also provided a kinematically-driven 
model that can analyze other existing in vivo kinematic datasets collected intraoperatively 
in the absence of quantified external loading.  The ability to link model results to clinical 
outcomes demonstrates the model can differentiate key clinical events (e.g. intraoperative 
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passive and stability assessments); thus, improving translation of model predictions to 
impact design and surgical decisions. 
Future Directions 
The full significance of the completed work does not reside in this dissertation in 
its entirety. Each Aim provided unique insights from model predictions, but more 
importantly, modeling foundations to further understand the complex relationships 
investigated beyond the reported findings.  The elastoplastic FE taper junction model 
developed in Aim 1 can be used to further understand the role plastic deformation plays in 
taper junction performance and analyze the effect of other taper design parameters in 
addition to angular mismatch.  Moreover, the method for defining elastoplastic material 
models allows alternative metal alloys to be implemented in the FE analysis.  The 
kinematically-driven, passive FE TKR model developed in Aim 2 can utilize both 
preexisting and future kinematic datasets to further define intraoperative ligament tension 
patterns indicative of TKR functional outcome. Future work aimed at expanding the 
inclusion criteria of the model, such as validating anatomy-scaling techniques, will help 
maximize this potential.  Furthermore, future work should incorporate data collected from 
intraoperative sensors in addition to kinematics to provide a link between model ligament 
tension and a quantitative metric currently used during surgery and to improve clinical 
translation of model predictions.  Aim 3 provided a combined experimental and 
computational workflow for developing specimen-specific, force-driven, passive FE TKR 
models that is being replicated in on-going cadaver work.  On-going and future 
experimental testing of passive knee motion should account for passive muscle restraint as 
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this contributed to kinematic constraint more than anticipated.  Future work should also 
use the force-driven TKR model to investigate the effect TKR design has on intraoperative 
ligament tensions in order to further inform surgical decision-making. 
General Conclusions 
The overall theme of this dissertation is that the synergy between computational 
modeling and experimental testing provides more impactful information to complex 
problems than can be achieved when performed independently.  Computational modeling 
can calculate measures difficult or impossible to obtain in vitro or in vivo, but adequate 
verification and validation with experimental data are essential to establish credibility in 
model predictions.  The findings presented in this dissertation are provided by robust 
computational models that are supported by mechanical testing and clinical outcomes and 
that advance computational biomechanics. 
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